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Abstract 

Currently, the field of ultrasonic nondestructive testing uSes primarily piezo¬ 
electric transducers for both the generation and detection of acoustic waves. How¬ 
ever, contact transducers have several shortcomings that have inhibited their use in 
some applications. The major weakness of piezoelectric transducers is that they 
must be in physical contact with the specimen. There are many situations where 
direct contact is not desirable, and in some cases, not possible. An alternate tech¬ 
nique which has been explored and developed in this manuscript is the application 
of holographic interferometry to imaging acoustic waves. 

Past acoustic studies, involving holographic interferometry as the inspection 
tool, have been restricted to large amplitude waves with displacements on the order 
of the wavelength of light. In this treatise, heterodyne and quasi-heterodyne phase 
measurement techniques were employed to achieve the necessary resolution in 
order to image sub-fringe events. As previous researchers have shown, heterodyne 
holographic interferometry (HHI) can be a powerful technique in the accurate mea¬ 
surement of imaging full field object displacements. However, previous experimen¬ 
tal obstacles have made HHI an impractical method for ultrasonic measurement on 
a diffusely reflecting surface, a requirement to make HHI a practical method in 
j ultrasonic nondestructive testing. In this body of work, theoretical obstacles were 
investigated and preliminary experiments were conducted to make the final experi¬ 
ment possible - demonstrating the imaging of a laser generated acoustic wave with 
sub-fringe displacements amplitudes. This treatise demonstrates that it is possible 
to use heterodyne holographic interferometry as a broad range non-contact ultra¬ 
sonic measurement technique with the ability to image standard acoustic source 


events. 
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1 Introduction 


Currently, the field of ultrasonic nondestructive testing uses primarily piezo¬ 
electric transducers for both the generation and detection of acoustic waves. Fer¬ 
roelectric crystals and natural piezoelectrics are typically employed in such 
techniques since they offer excellent sensitivity at a reasonable price. These 
transducers can be widely applied in a variety of configurations to make ultrasonic 
attenuation and velocity measurements. Data from these measurements leads 
directly to information concerning the material properties of a specimen. This 
information would include an accurate assessment of the integrity of the material 
along with the size and location of defects. However contact transducers have sev¬ 
eral shortcomings that have inhibited their use in some applications. 

The common reason for most these shortcomings is that a piezoelectric 
transducer must be in physical contact with the specimen. There are many situa¬ 
tions where direct contact is not desirable, and in some cases, not possible. The 
bonding or coupling of piezoelectric transducers is generally the root of most of 
these problems. The glues, gels or oils used in the acoustical connection between 
the specimen and the transducer can lead to incorrect attenuation and time of flight 
measurements. For velocity measurements, the time of arrival is very critical, and 
variations in the coupling thickness between successive measurements can be a large 
source of error. Also, the couplant can alter the nature of the waveform because of 
reflections and refractions in this layer. This could adversely affect both velocity 
measurements but especially the attenuation measurements. It is probably for these 
reasons most people in this field find the transducer coupling process to be as much 
an art as a science. Secondly, the local transducer environment presents a formida¬ 
ble problem. There may be occasions where direct contact with the specimen is not 
possible because of contamination considerations or because of an environment 






hostile to the transducer. For example, from a manufacturing stand point, it would 
be advantageous to locate flaws and defects while a part was still at an elevated tem¬ 
perature facilitating an easy correction. However, such temperatures are typically 
above the acceptable operating temperature of piezoelectric transducers. More 
and more, the need for a remote non-contact generation and detection schemes are 
needed to provide on line inspection while also avoiding the coupling problems. 

The benefits of a laser generation and detection system have long been real¬ 
ized for this application and made the goal of many research efforts (Bonderanko 
et.al. 1976; Scruby et.al. 1982; Calder & Wilcox 1980). It offers the ability to 
perform remote ultrasonic inspection without making actual contact with the speci¬ 
men. A high energy pulsed laser is focused on to a specimen, where rapid local 
thermal expansion generates an acoustic pulse (Hutchins 1988). Detection of the 
pulse has been accomplished by numerous groups using a variety of interferometry 
techniques (Cielo 1985; Palmer & Green 1977 ; Jungerman et.al 1983; Monchalin 
1986). The sensitivity for most of these techniques is approximately 10 ~ 1S mHz 2 , 
which is adequate for acoustic detection. This is not to say, however, that optical 
detection is on par with piezoelectric transducers for ease of operation or expense. 
Most interferometers have tedious alignment procedures and only a few do not 
require some type of surface preparation (Monchalin 1986. Jungerman et.al. 1983). 
Despite some of these shortcomings, it still seems to offer a promising solution to 
remotely measuring ultrasound. Other remote detection schemes such as capaci¬ 
tance transducers or EMATs have been employed, but must remain in close prox¬ 
imity to the sample surface, solving the coupling problem in some instances, but not 
truly remote. A technique which has been explored and developed in this 
manuscript is the application of holographic interferometry to imaging acoustic 


waves. 
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Holographic interferometry has long been applied to deformation analysis and 
nondestructive testing. In these areas, holography has excelled because it is able to 
image object deformations in the full field and provide valuable information in com¬ 
plex analysis problems where typical displacement transducer techniques are inap¬ 
propriate. Through holography, a spatial position of a deformed object can be 
recorded and then interferometrically compared to a previously recorded reference 
state. When a single hologram plate is used for both recordings, it is referred to as a 
double exposure hologram. After developing the double exposure hologram, the 
reconstructed images are formed by illuminating the film plate with coherent light 
from a laser. The resultant coherent image is a superposition of the two states of 
the object. Constructive and destructive interference will occur corresponding to 
the amount of displacement that has occurred in a particular region. This produces 
the characteristic fringe pattern often observed in holographic interferometry. This 
fringe pattern is equivalent to a contour map where successive contours or fringes 
are a measure of elevation changes of half-wavelength increments. For the purpose 
of acoustic studies, a double exposure hologram is produced using a high energy 
pulsed laser that freezes the motion of the propagating acoustic wave (Aprahamian 
et.al. 1971, Gogosz 1974, Holloway et.al 1977). Mapping the acoustic disturbance is 
as simple as observing the fringe pattern formed in the reconstructed image. This 
fringe pattern is a full field mapping and is a measure of the out-of-plane displace¬ 
ments of the propagating wave on the object surface. An elementary analogy would 
be that of throwing a pebble into a pond and then watching the ripples move 
outward. From this ripple pattern, information about a material’s homogeneity and 
elastic properties could be ascertained. Anisotropic materials would produce an 
irregular shaped fringe pattern corresponding to the respective symmetry axes. If 






the . avefront or ripple were to encounter a defect, the defect would alter the propa¬ 
gation characteristics of the wave either through diffraction, reflections, or mode 
conversion. Hence, such analysis could greatly aide in the study of defect 
interaction with acoustic waves, materials characterization, mode conversions at 
interfaces, and standardization of acoustic sources. 

Much of the stimulus behind this manuscript has been the interest to develop a 
full field imaging technique to assist in the study of acoustic wave propagation. 
However, past acoustic studies, involving holographic interferometry as the inspec¬ 
tion tool, have been restricted to large amplitude waves with displacements on the 
order of the wavelength of light, >600nm. These large amplitude waves were 
needed since the resolution of normal holographic interferometry is about a quarter 
of a wavelength or approximately 150nm. A sensitivity that would be too course to 
resolve standard acoustic sources with displacements ranging O.OOl-lO.Onm. Hence, 
the impetus in this project has been to improve the sensitivity of holographic inter¬ 
ferometry enough to quantitatively map laser generated acoustic waves. The use of 
heterodyne and quasi-heterodyne signal processing techniques have been shown to 
achieve an out of plane displacement resolution of 0.25nm for holographic interfer¬ 
ometry. This sensitivity limit would enable the imaging of acoustic waves in the full 
field using holographic interferometry. Feasibility for such an experiment has been 
shown by Wagner, but accomplishing this goal proved to be difficult mainly owing to 
poor optical components and a wavelength shift introduced by the different lasers 
needed for the hologram construction and reconstruction process (Wagner 1984). 
The thrust behind this treatise has been to directly address and solve these exper¬ 
imental difficulties as well as investigate the fundamental design limits of hetero¬ 
dyne holographic interferometry. 

Heterodyne and quasi-heterodyne methods are precise phase measurement 






techniques that greatly improve the sensitivity of holographic interferometry. This 
improvement is accomplished by introducing a phase shift between the two interfer¬ 
ing images with the addition of a few optical elements to the original holographic 
system. In the heterodyne case, the phase shift is continuous and the two images are 
modulated at the particular beat frequency. A detector is scanned across the image 
measuring the relative phase shifts with respect to a fixed reference signal. These 
measured phase shifts corresponds to the out of plane displacements that have 
occurred. The accuracy of this type of phase measurement using off the shelf elec¬ 
tronics is better then 0.3 degrees. A displacement of ^ / 2 corresponds to a full 
fringe of deformation or 360 degrees, so 0.3 degrees of phase accuracy establishes a 
displacement resolution of better than X/2000 . Quasi-heterodyne is a computed 
phase measurement technique. The relative phase between the two interfering 
images is changed step wise in equal increments and the intensity patterns are 
recorded with a TV camera. The actual phase difference, or displacement, between 
the two images can be calculated out of solving a few trigonometric identities. The 
advantages of quasi-heterodyne is that it can grab intensity data at TV frame rates 
and does not require any scanning mechanism. However, it does suffer from a small 
reduction in sensitivity, a resolution of approximately A./200. Both methods have 
been shown to be successful at imaging acoustic disturbances. 

The resolution limit of heterodyne holographic interferometry has been found 
to be approximately A./2000. However, this limit is not a restriction of the elec¬ 
tronic instrumentation, but is rather an optical engineering design problem that is a 
function of three parameters: the optical resolution of the imaging system, the 
maximum acceptable spatial dimension of the optical detector, and the degree of 
registry between the two superimposed images. The optical resolution determines a 





quantity called the average speckle size. The speckle size is analogous to the mini¬ 
mum resolvable spot size from incoherent imaging. However, coherent imaging pro¬ 
duces an image that is granular in appearance rather than smooth and uniform. 

This speckle pattern is really an interference phenomenon owing to the coherent 
nature of the light. The average size of these speckles or grains is dependent upon 
the f-number or resolution of the imaging system; a smaller f-number leads to a 
smaller speckle size. The average speckle size is an important parameter because it 
directly effects the phase error or the certainty of the displacement measurement. A 
statistical analysis reveals that the phase error is reduced when the number of 
speckles on the active detector area is increased. This could be accomplished by 
increasing the detector area or by decreasing the speckle size. Obviously, when the 
detector area is increased one tends to forfeit spatial resolution. The other alterna¬ 
tive would be to reduce the speckle size using larger optics. However, the phase 
error is also dependent upon the registry of the two granular images. Proper 
alignment requires that identical speckles from the respective images be overlapped 
in order to produce interference. Decreasing the speckle size eventually results in 
reducing the image registry and thus increasing the phase error. Optimization 
becomes a series of trade offs in order to achieve the proper balance for the desired 
displacement resolution. Experimentally, one could expect to experimentally 
achieve an image correlation of 70% for a f/#5 imaging system, which results in a 
minimum detector diameter of 0.5mm. So, the rms phase error for such a system 
would be approximately 0.36 degrees, which corresponds an out of plane displace¬ 
ment r ;Iution of 0.26nm for a working wavelength of 514.5nm. Combined these 
three parameters dictate the certainty of the displacement measurement and 
altt ing oiie parameter can adversely change another. 

This design process, however, is complicated by the necessity to employ two 
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different optical configurations for the hologram construction and reconstruction 
processes. The application of holographic interferometry to imaging high speed 
events required the use of a pulsed Nd:YAG laser for the hologram construction 
and a continuous wave Argon ion laser for the read-out system. The wavelength dif¬ 
ference between these two lasers resulted in a lateral image shift as well as image 
magnification which caused the reconstructing wavefronts to be improperly 
matched. It was discovered that these obstacles could be overcome if the proper 
attention was giving to the collimating optics and reference beam quality. This 
required the deviation in wavefront curvatures to be less than \ / 10. This wave- 
front matching requirement places a premium on optical component quality and 
laser beam uniformity. Most theory involving the reconstructing optics assumes 
perfectly collimated wavefronts. If this were truly the case, no experimental prob¬ 
lems would occur. However, anytime a switch in lasers or optical set-ups is neces¬ 
sary the wavefront quality becomes paramount. As was demonstrated in this study, 
particular attention must be paid to congruency of the respective optical 
configurations in order to sufficiently meet the design criteria; in this case, it was 
imaging laser generated ultrasound. 

Laser generation of ultrasound was chosen as a compliment to the remote 
detection capabilities of heterodyne holographic interferometry. Laser generation 
mechanisms have been well established and characterized at various power levels. 
The amplitudes of the different generated modes depends upon which mechanism is 
operational and the particular specimen geometry. In laser generation, the three 
modes that are produced in a semi-infinite half space are the longitudinal wave , the 
shear wave and the Rayleigh wave spike. The Rayleigh wave is present owing to the 
free surface constraint on the boundary conditions. Lamb waves are another wave 
type that are precipitated from the boundary conditions and are found to propagate 






in plates. These waves were particularly applicable for this study owing to their dis¬ 
persive nature and the variable amplitudes that are found at different frequencies. 
The higher frequency Lamb waves tend to travel at higher velocities and smaller 
amplitudes. Thus, for a single laser excitation, one could produce numerous waves 
of different wavelengths and amplitudes providing an excellent means by which to 
calibrate the holographic system. 

The underlying objective behind any ultrasonic detection scheme is to measure 
or map the propagating acoustic wave. The behavior of this propagating acoustic 
wave reveals information about a specimens integrity and material properties. In 
this treatise, for the first time, heterodyne holographic interferometry has been suc¬ 
cessful at imaging purely sub-fringe acoustic events. The acoustic source in this 
study was a laser generated acoustic wave demonstrating the feasibility for remote a 
generation and detection of low amplitude transient events. While this technique is 
not likely to replace the piezoelectric transducer, it does provide an attractive alter¬ 
native in some situations. One clear advantage is that it is a non-contact method, 
eliminating any coupling problems, and could operate in hostile environments. As 
in other interferometric detection techniques, it measures faithfully and accurately 
the acoustic wave displacements with nearly a single point (100 microns) spatial res¬ 
olution. Furthermore, heterodyne holography has the added ability of performing a 
full field acoustic mapping on optically rough surfaces, thus eliminating the need for 
surface preparation and multiple transducers in wave propagation studies. 
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2 Laser Generation of Ultrasound 

A simple technique for remotely producing ultrasound is by irradiating a small 
region of a sample with a laser of sufficient power to produce local heating. A rapid 
rise in the local temperature and thus a rapid thermal expansion can initiate the 
propagation of an acoustic wave. The use of lasers for the generation of ultrasound 
in solids was first reported by White, who analyzed the case of a one dimensional 
thermal diffusion problem (White 1963). Since that work, a number of authors have 
gone on to examine the physical mechanisms involved with laser generation of ultra¬ 
sound (Ready 1965, Scruby et al. 1980, Rose 1984, reviewed by Hutchins 1988). The 
analysis is a complicated one since the generation of acoustic waves in a solid 
infinite half-space will inevitably support several different wave modes: longitudinal, 
transverse, and surface waves. Ledbetter and Moulder were the first to demonstrate 
experimentally the simultaneous existence of the longitudinal, shear, and Rayleigh 
wave components for a single high powered laser excitation (Ledbetter & Moulder 
1979). In their experiment, they focused a .3-1.0 J laser on to a block of aluminum 
and monitored the wave arrivals with a quartz transducer. A group at the University 
of Hull in the United Kingdom has conducted similar experiments at various laser 
power levels studying the effects of working below and above the threshold of 
plasma formation on generation efficiency (Aindow et al. 1981). As may be 
expected, the onset of plasma formation changes the generation mechanisms, as 
does constraining the free surface. The constrained surface changes the boundary 
conditions which greatly effects any wave propagation problem. Early investigators 
of acoustic wave phenomena like Rayleigh and Lamb have provided some insight 
into the complex influence of the specimen geometry. These guided wave modes 
have played an important part in ultrasonic inspection. Researchers studying laser 
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generation techniques have attempted to take advantage of these modes to investi¬ 
gate specific geometries that give rise to efficient generation schemes (Dewhurst et 
al. 1987, Hutchins 1988). These studies of laser generation mechanisms of 
ultrasound have greatly aided the field of nondestructive testing in developing useful 
noncontact inspection techniques. 

In laser generation of ultrasound, there are two operative regimes dependent 
upon the incident laser energy. The low energy case is called the thermoelastic 
regime, where no surface damage or plasma formation is evident. The acoustic 
wave that is generated arises from the local thermal expansion caused by absorption 
of the incident laser beam. The acoustic amplitudes produced by laser generation 
under these conditions are directly proportional to the incident laser energy (Ain- 
dow et al. 1981). For the case of aluminium, about 6-10% of the incident energy is 
absorbed and the remainder is reflected. The absorbed energy causes a local 
temperature rise and a local expansion of the specimen. For fast rise time pulses, 
thermal diffusion is neglected and the expanded region is assumed to be localized in 
a small region near the surface. One can then model the stress from this volume 
change as two orthogonal horizontal force dipoles (Dewhurst et al. 1982). Physi¬ 
cally, this is similar to inserting a thin volume of material at the surface (Fig. #2.1). 
Since a free surface is involved, the boundary conditions dictate that the tractions at 
the surface be equal to zero. The shear volume just below the surface is of sufficient 
size to support a strong dipole force in the in-plane direction. Thus a strong shear 
wave component is detected directly on axis with the production of the longitudinal 
component being related by an expression involving Poissons ratio (Rose 1984). 
However, both waves are highly directional and detecting off of the epicenter posi¬ 
tion will depend of the angle of propagation and the wave type. The research done 
by Dewhurst’s group and Rose shows reasonably good agreement to the theoretical 
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predictions (Fig. #2.2a&b) (Dewhurst et al. 1982, Rose 1984). The generation effi¬ 
ciency for the shear step arrival was 4.67 pm per mJ of incident energy at 1024nm 
and the longitudinal step arrival was 1.22 pm per mJ, both for on epicenter 
detection position. A modification to explain the positive going longitudinal spike at 
the onset of the arrival would have to take into account the effects of thermal diffu¬ 
sion. Even though the diffusivity in aluminium is such that the region of expansion 
is less than 10 microns for a 50 ns pulse, it still results in a small vertical force that 
satisfies the theory to account for the observed result. So, the thermoelastic genera¬ 
tion regime is characterized by two orthogonal force dipoles in the plane of the 
material with a small normal force owing to the minor thermal expansion in that 
direction. 

Ablation occurs when the incident power is great enough to cause melting at 
the surface and/or to evaporate the surface layer. The ablated particles produce a 
strong force normal to the surface through a complex momentum transfer mecha¬ 
nism. Modeling the effects of this normal force requires knowledge about the 
plasma interaction with the surface, which is not easily explained from first 
principles. This phenomenon is not well understood and its development will not be 
undertaken in this treatise. However, the physical effects are easily observed both 
acoustically and in terms of damage. It is known that the hot plasma contributes to 
the thermal expansion and to a normal force as evident by the strong longitudinal 
signal observed on epicenter, however understanding the physics of plasma forma¬ 
tion is not a necessary requirement to obtain information about the acoustic wave 
generation. 

Several authors have applied wave propagation theory in conjunction with the 
observed waveforms to estimate the stresses involved (Dewhurst et al. 1982, Rose 
1984, Hutchins 1988). From this back calculation or deconvolution the generation 
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mechanism observed to be a combination of normal forces and thermoelastic expan¬ 
sion. Results have shown that by increasing laser power the thermoelastic and 
therefore shear wave contribution is reduced and an increasing normal force is 
observed. The normal force has a rapid rise time and longer time decay response 
that increases with incident laser energy (Hutchins 1986). The ablation process 
therefore accounts for a significantly larger longitudinal pulse on epicenter and in 
general larger displacement amplitudes. 

Increasing the force components can also be achieved by constraining the free 
surface with a transparent material (Hutchins et al. 1981). The resulting acoustic 
wave is similar to that produced by ablation except that surface damage is avoided. 
The draw back is that some type of constraining material must be in contact with 
surface. A transparent overlay alters the stress relationships at the surface such that 
the normal force becomes dominant compared to the thermoelastic generation 
mechanism. For a solid overlay, such as a glass cover slip or cellophane tape, the 
boundary conditions are such that the tractions across the boundary are continuous 
rather than zero. This results in a significantly stronger normal force owing to the 
backing material or overlay. A similar improvement is also found in applying a liq¬ 
uid coating. An oil or water layer acts to constrain the surface. In addition, it can 
also contribute additional forces to the specimen by absorbing more of the light 
energy, causing a larger thermal expansion. Additionally the liquid layer itself may 
be evaporated, adding a different type of momentum transfer. The difference in 
generation mechanisms between the constrained layer case and the ablation case 
contributes to the differences in the rise times associated with the resultant forcing 
function observed in the acoustic signature. The slow decay time associated with 
ablation is absent in the constrained layer scheme. 
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In terms of efficiency, the shear wave is more prominent than the longitudinal 
wave in the thermoleastic regime for an on epicenter observation. At the onset of 
ablation or with a constraining surface layer, the longitudinal wave amplitude 
becomes the larger of the two. Increased laser power will eventually result in the 
longitudinal wave dominating the acoustic signal at epicenter in the ablation regime, 
although it may be difficult to consider this regime as a purely nondestructive test. 

If the minor surface damage encountered in this regime would be acceptable, the 
gain in generated acoustic amplitude is an attractive benefit. However, an impor¬ 
tant aspect which has not been stressed here, is that the laser generated longitudinal 
and transverse wave are highly directional. That is to say that the amount of surface 
displacement detected on the opposite side of a thick plate varies as one moves off 
of the point of epicenter. In fact, in aluminum, the maximum longitudinal displace¬ 
ment is observed to be at an angle of 60 degrees from epicenter and the maximum 
shear displacement is found to be at an angle of 30 degrees from epicenter in the 
thermoelastic regime. This is a function of Poisson’s ratio and the generation mech¬ 
anism. For a more thorough treatment of the subject, one should consult Scruby or 
Schleichert (Scruby et al. 1982, Schleichert et al. 1988). 

The third acoustic wave that is laser generated at a free surface of a semi¬ 
infinite plate is the Rayleigh wave (Ledbetter & Moulder 1979). The fact that the 
free surface constrains the boundary condition gives rise to the existence of the 
Rayleigh spike. This comes from applying the boundary conditions to the elastic 
wave equations. The resultant surface wave is a combination of longitudinal and 
transverse components and only exists at the surface. It propagates with an elliptical 
particle motion and with a wave speed near the shear wave velocity. It has been 
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observed to exist in all of the generation schemes thus discussed. Also, the ampli¬ 
tude appears to be enhanced with the onset of ablation and by the addition of a con¬ 
straining layer (Hutchins 1986). Theoretical formulations by Rose in the 
thermoelastic regime model this phenomena by inserting a small thin volume of 
material into the surface. Rose predicted that the energy radiated into the Rayleigh 
wave would have an out of plane displacement amplitude greater than that of either 
the longitudinal or the shear wave for typical engineering materials (Rose 1984). 
Aindow had earlier substantiated the claim of increased Rayleigh wave amplitudes 
experimentally on a qualitative basis (Aindow et al. 1981). Further amplitude 
improvements can be achieved by focusing the laser beam to a line source using a 
cylindrical lens. This generates a highly directional Rayleigh wave. The wave front 
remains parallel to the line and propagates in the normal direction with minimal 
amount of energy reduction owing to propagation spreading. Cielo’s group capital¬ 
ized on this concept by using an axicon lense to focus the laser into an arc or circle 
(Cielo et al. 1985). This beam pattern produced a convergent Rayleigh wave. He 
then optically detected the convergent Rayleigh wave, which showed significant 
amplitude enhancement at the center of the circle. Cielo went on to show how the 
technique could be applied to the measurement of material properties. Laser gen¬ 
erated Rayleigh waves have also been proven to be useful tool in locating and sizing 
surface breaking cracks (Anidow et al 1984, Hutchins et al. 1986). If a Rayleigh 
wave encounters a surface breaking defect reflections occur as do mode conversions 
giving a good indication of the size and location of the crack. As to the depth of 
inspection, the Rayleigh wave penetration is capable of extending about a wave¬ 
length below the surface. In remote generation and detection techniques, Rayleigh 
waves present an attractive inspection tool, since they can be made to be highly 
directional and offer greater displacement amplitudes than bulk acoustic waves. 
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Any constraining geometry will have considerable influence on the wave prop¬ 
agation characteristics in engineering structures as evidenced by Rayleigh waves. 
Surface waves are but a single example of a guided wave at the free surface of a 
semi-infinite half space. Plates or shells are another important and common struc¬ 
ture that exhibits a strong guided wave phenomena. Wave propagation in plates was 
first described by Lamb in the early 1900’s. Again, using the elastic wave equations 
and applying the traction free boundary conditions for the two sides of a plate, one 
is able to solve for the various Lamb or normal modes that exist in a plate (Viktorov 
1967). As shown by Viktorov, the transverse and longitudinal waves are coupled in 
a thin plates to form two distinct types of Lamb waves. These symmetric and anti¬ 
symmetric waves exist simultaneously and independently of each other and the 
names are descriptive of the particle motions about the median plane of the plate. 
For the zero order modes, the symmetric waves are dilatational waves in the plate 
and the antisymmetric waves have a flexural motion as illustrated in Fig. #2.3. 

Laser generation schemes discussed so far have been shown to produce both types 
of Lamb modes (Dewhurst et al. 1987, Sontag & Tam 1986). The expressions for 
the respective phase velocities of the various modes comes about from solving the 
characteristic wave equations. It has been found to yield some rather ominous look¬ 
ing expressions for the symmetric phase velocities (Eq. #2.1) and the antisymmetric 
phase velocities (Eq. #2.2). 


4 V(‘~rj)('~^i) 

tanhn/cf^/^ ( 2 "h) 


symmetric: 


( 2 . 1 ) 
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antisymmetric: 


tanh n fd 


tanh n fd 



♦VRJRH 


( 2 . 2 ) 


These expressions written in this manner do not provide immediate insight, but with 
a little scrutiny can be easily deciphered. The Lamb wave velocity Khas been 
expressed in terms of the shear wave velocity V s , longitudinal velocity V L , frequency 
/, and thickness cL Physical understanding is found by plotting the Lamb wave 
velocity with respect to the fd product (Fig. #2.4). The highly dispersive nature is 
directly related to the thickness and acoustic frequency product, fd. It is observed 
that for a given fd product there are a fixed number of modes that can exist. As the 
plate thickness increases two events occur. One, the wave speeds of the existing 
modes tend to approach the Rayleigh wave velocity, and second, the existence of 
new modes begin to appear. In this treatise, only the cases of thin plates, less than a 
couple of millimeters thick, will be investigated. For a constant plate thickness in 
this regime and considering the frequency content of laser generated waves, the only 
modes that can be sustained are the zero order modes (Dewhurst 1987). Of these, 
the asymmetric mode produces the largest in-plane displacements. Several authors 
have used these zero order modes to estimate plate thickness as well as determine 
material properties (Dewhurst et al. 1987, Hutchins & Lundgren 1988). Lamb 
waves, as would be expected, are extremely sensitive to any nonhomogeneous 
imperfections in a plate such as voids, inclusions, or surface defects. Such waves can 
also be made directional by focusing the laser with a cylindrical lens to form a line 
source similar to the Rayleigh wave case. This directionality can then be used to 














inspect local areas. One can envision that the tailoring of different modes and fre¬ 
quencies would enable the inspector to discriminate between different defect types 
and sizes (Rose & Pilarski 1988, Viktorov 1967). 

The application of laser generated acoustic waves to ultrasonic nondestructive 
testing has become an attractive alternative to traditional transducer techniques in 
some cases (Aindow et al. 1984, Jungerman et al. 1984, Scurby et al. 1982). The 
source mechanisms have been will characterized and have been proven to provide 
calibration quality reliability (Hutchins et al. 1981). In addition, the specimens need 
not be flat, so complex geometries do not pose any problems. In some cases, the 
specimen geometries can actually enhance the out of plane displacements ampli¬ 
tudes. Also, the remote nature of the technique provides the opportunity to work in 
hositle environments. An advantage not easily accomplished with contact 
transducer techniques. However, laser generation of ultrasound is still in its infancy 
and needs further development work. Specifically, the development of a comple- 
mentary remote detection capabilities is essential in order to take full advantage of 
the remote laser generation schemes. To this end, this treatise attempts to engage 
the problem of imaging laser generated acoustic wave in the full field on diffusely 
reflecting specimens that would normally not be interrogated with standard interfer¬ 
ometry systems. It is shown in a latter section that imaging these amplitude dis¬ 
placements is possible with holography using the described phase measurement 
techniques in order to achieve the necessary sensitivity. 
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3 Holography 

Holography is an imaging technique similar to photography in that it produces 
a lifelike image of the original subject. Both use a silver halide film as the recording 
medium with similar development procedures. However, holography differs from 
conventional photography in that the image formed is 3-dimensional rather than 
2-dimensioanl. The term "hologram" is a derivative from the Greek language mean¬ 
ing "total recording". The image produced in the holographic process is a coherent 
image possessing both phase and amplitude information, hence a total recording. A 
normal photograph records only amplitude information. The added phase informa¬ 
tion recorded in holographic process allows an object’s position in space to be com¬ 
pletely specified. Since the image is coherent, this facilitates an interferometric 
comparison with respect to some initial state of the object of interest. The imaging 
of acoustic waves using holographic interferometry is formulated on just such a 
basis. 

Gabor was the first to recognize this unique imaging process and he suggested 
that an image possessing both phase and amplitude information could be recorded 
on photographic film (Gabor 1948). This was a most unique discovery since photo¬ 
graphic emulsions are only capable of recording an intensity pattern. Gabor postu¬ 
lated that the phase information could be converted into an intensity mapping that a 
film plate would be able to capture. This was accomplished by adding a second 
reference wavefront of known amplitude and phase with the original wavefront of 
interest (Fig. #3.1). A film plate, as seen in figure #3.1, is placed at the intersection 
of these two wavefronts recording the interference pattern. Assuming both of these 
wavefronts to be coherent, the resultant exposure will be spatially modulated depen¬ 
dent upon the incident angles and propagation paths of the respectful beams at the 
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film plate. The holographic process can be described mathematically from scalar 
diffraction theory where the complex amplitudes of the respective wavefronts are 
expressed using the direction cosines with respect to the axis normal to the holo¬ 
gram (Goodman 1968). The complex sum of amplitudes of the light arriving at the 
film plate is dependent upon the phase and amplitude of these wavefronts. The two 
interfering wavefronts are typically referred to as the reference wave and the object 
wave with the following phasor notation. 

0 = A 0 e nu>l ' kr) 

= A 0 e'* (3.1) 

R = A r e n<ut ~ k r) 

= A t e iv (3.2) 

Assuming the exposure range falls on the linear portion of the transmittance vs. 
exposure curve for the film plate, a linear mapping of the intensity can be expected; 
and the amplitude transmittance will be directly proportional to the squared magni¬ 
tude of the sum of the two incident wavefronts. 

T«/ = |0 + /? | 2 =(0 + /?)(0* + #‘) 

= oo’ + rr‘ + or’ + ro' 

= Mo l 2+ Mr I 2 + A 0 A r e K *~ v) + A f A 0 e ilv '* ) (3.3) 
The first two terms of equation #3.3 contain only amplitude information, but the 
last two terms retain both the amplitude and relative phase information, demon¬ 
strating that a film plate can indeed record the relative phase information. It still 
remains to reconstruct the desired image with the phase information intact. 
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The reconstruction process is performed after the photographic development 
process is completed. The film transparency is illuminated with another coherent 
wavefront. The light propagating away from the film plate, owing to the incident 
beam, is the product of the transmittance function of the film plate and the incident 
reconstruction wavefront (Fig. #3.2). 

U = BT« = BOO' + BRR’ + BOR' + BRO* (3.4) 

If this wavefront is a replica of the original reference wave, then a virtual image will 
be observed by an individual viewing the hologram. 

B = A r e t{wl ' k r) 

= A r e iv (3.5) 

(J = \A 0 1 2 A r e JV + | A r | 2 A r e iv + \ A r | 2 /l 0 e'*+ A r A r A 0 e i{Zv '* ) (3.6) 

It is the third term of this expression which replicates the image. Assuming that the 
reference and reconstructed wavefronts provide uniform illumination, then the third 
term 

U 3 = \A r \ 2 A 0 e’* (3.7) 

is the original wavefront proportionality constant dependent on the incident laser 
power. Thus, part of the light incident on the hologram during reconstruction is dif¬ 
fracted in such a manner that it duplicates the wavefront that was diffusely reflected 
from the object. To an observer, a coherent virtual image of the object would 
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appear to be located in the object’s original position. 

3.1 Holographic Interferometry 

The fact that the image formed in the holographic process is a coherent one, 
facilitates the application of interferometric techniques of optically rough objects. 
Evaluation of the surface displacements is typically made by either a real time pro¬ 
cess or a double exposure process. The real time process involves coherently illumi¬ 
nating the object and superimposing the reconstructed image with the real object 
(Fig. #3.3). One then observes an interference pattern as a stress is continually 
applied. Probably the more common technique is making a double exposure holo¬ 
gram. A double exposure hologram simply records two successive images on the 
same film plate. In this sense, holography is a linear process that can record 
multiple exposures and then reconstruct the images simultaneously. The first holo¬ 
graphic exposure acts as the image reference state and the second exposure occurs 
after some type of mechanical disturbance has occurred. Upon reconstruction, the 
two images are superimposed and perfectly matched so that the interference pattern 
appears directly on the reconstructed image. The real time process sometimes 
requires tedious realignment procedures in order to properly superimpose the 
images for interference measurements. 

From either case, however, the intensity pattern one observes when viewing 
the interferogram is known to be the squared magnitude of the summed amplitudes 
of the reconstructed images: 


I=\U 3 + U 3 '\ 2 . 


( 3 . 8 ) 




Holographic Interferometry 
Figure #3.3 
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The reconstructed images u 3 ' and U 3 have been shown to be directly proportional 
to the original object wavefronts respectfully corresponding to the stressed and 
unstressed positions (Eq. #3.7). The quantity of interest in these original wave- 
fronts is the relative phase difference between the two reconstructed wavefronts: 


( 3 . 9 ) 


Between the two exposures the amplitudes are assumed to be constant and the 
phase differences are separated into <!> i and <t> 2 to account for the out of plane dis¬ 
placements: 


/«20 2 + 0V ( * z '* ,) + 0V' ( * 2 '* ,) 

= 20 2 {I+cos(<f> 2 (*,y)-<j> l (x,y))} 

= 20 2 { 1 + cos( A<J>(x , y ))}. (3.10) 

Equation #3.10 shows that the reconstructed image intensity is spatially modulated 
by the sinusoidal fringe pattern. For a coaxial illumination and viewing direction, 
the phase difference A<j>, or interference term, is known to be twice the propagation 
constant times the out of plane displacement, 2kD , where k = ^ . Thus, the 
observed intensity of the interference pattern goes as the cosine of the displacement 
and successive fringe contours correspond to a deformation of -. Any object dis¬ 
placement or change will show up as bright or dark fringes corresponding to con¬ 
structive and destructive interference. The resultant image is a topographic map of 
the object displacement. 

However, most holographic systems use an off axis illumination and viewing 
angle for the object which reduces the displacement sensitivity somewhat. In order 
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to be able to completely specify the object motion the sensitivity vector for the holo¬ 
gram must be known or determined (Vest 1979). The trigonometric argument, A <J>, 
in equation #3.10, is actually the dot product of the sensitivity vector and the 
displacement vector for the general illumination and viewing case. 

A <|> = A' • u (3.11) 

The sensitivity vector is the vector bisecting the illumination direction and the 
observation direction, where this angle is defined to be 20 (Fig. #3.4). The magni¬ 
tude of the sensitivity vector is given as I K | = 2 k cos 0 and is in the direction of the 
angle bisector. The observed fringe pattern is measure of the amount of 
displacements that has occurred along that direction. So, when the displacement 
vector is known a priori, the measured phase change can be expressed as 

A <J> = 2Acos0cos|3 (3.12) 

where 3 is the angle between the displacement vector and the sensitivity vector. 
When the illumination and viewing angles are both on axis with the hologram and 
the displacement is also along this direction then the fringe spacing corresponds to 
the value -. If the deformation is an unknown three dimensional disturbance then 
three independent views or observations must be made in order to establish both 
the direction and magnitude of the displacement. Fortunately however, most holo¬ 
graphic configurations have the illumination and viewing angle nearly normal to the 
surface resulting in a maximum sensitivity to out of plane displacements, which is 
sufficient for many applications. 







31 



Schematic showing the relationship between the 
sensitivity vector and the displacement vector 
Figure #3.4 
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3.2 Heterodyne Holographic Interferometry 

Retrieving the phase information from the interference fringes on a holo¬ 
graphic image is greatly enhanced by the application of heterodyne analysis. Heter¬ 
odyne interferometry is a precise phase measurement technique that was originally 
applied in broad beam interferometry systems for inspecting large optical 
components (Crane 1969). Dandliker and his colleagues later applied this tech¬ 
nique to holographic interferometry of diffusely reflecting objects (Dandliker 1973). 
This technique is based on the interjection of a small frequency shift between the 
two interfering images. This imposed frequency difference modulates the recon¬ 
structed images producing a time varying fringe pattern rather than a static fringe 
pattern. Static fringe analysis techniques have been shown to suffer from a loss of 
sensitivity in the dark field portions of the interferogram. However, heterodyne 
analysis avoids this signal-to noise ratio caveat by detecting a time varying intensity, 
the phase of which is still dependent upon the local path length changes of the two 
object states. In this way, heterodyne analysis is able to precisely measure the phase 
difference and thus determine the displacement that has occurred. 

Constructing a double exposure hologram that is suitable for heterodyne analy¬ 
sis requires the addition of a second reference beam as shown in Fig. #3.5. The two 
positional states of the object are independently recorded by the respective 
reference beams. Reference beam #1 records the initial position while reference 
beam #2 records the deformed state. This facilitates separate reconstruction con¬ 
trol of the two interfering images, a necessary process in order to introduce the 
desired frequency shift between the two images. After the holographic plate is 
developed, the new transmittance function produced in this configuration is 
expressed in equation #3.13 (review by Dandliker 1980). 
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Holographic Recording Scheme 
for Heterodyne Analysis 
Figure #3.5 




34 


7«0, 0\ + R X R\ + 0,R\ + R x 0\ + 0 z 0\ + R 2 R\ + 0 2 R\ + R z 0\ (3.13) 

The first four terms of this expression are represent the first exposure and the last 
four terms represent with the second exposure. Upon reconstruction, the only two 
terms that will be propagated in the desired observation direction are the O , R J 
and the O 2 R 2 components. The frequency shift needed in the reconstructed images 
0 1 and O 2 in order to perform heterodyne analysis is achieved by frequency shift¬ 
ing the reconstruction wavefronts at slightly different frequencies, oj , and to 2 
(Eq #3.14a&b). 


5, = A r e Hm ' ,tVl) (3.14a) 

B 2 = /l r e ;(u>2< (3.146) 

This is accomplished by inserting an acousto-optic modulator in to each reference 
beam as shown in Fig. #3.6. This will in turn impart a frequency shift to the images 
of interest. First, however, consideration should be given to the consequences of 
using two well separated reference beams in the hologram construction. 

u 2 + u\ = b 2 r\o x + b x r' 2 o 2 + b x r\o x + b 2 r' 2 o 2 

-R 2 R\O x + R x R\0 2 +\R x | 2 0, + |/? 2 \ m 0 2 (3.15) 

= O t A*e H<U2, * v> Vi) + 0 2 A*e Ha> ' l '' >2 ~ v ' ) + 0 ,A?e /u>,t + 0 2 A*e ,u>2 ‘ (3.16) 


As is observed in equations #3.15 and 3.16, each reference beam reconstructs 
a pair of images in or near the desired image plane. The last two terms are the two 
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virtual images of interest that propagate in the direction of the original wavefronts. 
The first two terms in equation #3.15 are artifacts of dual reference beam hologra¬ 
phy that can be detrimental to the phase sensitivity if they should overlap the region 
of interest (Fig. #3.7). Their relative spatial positions are dependent upon the 
angular separation of the two reference beams, t|> ] - ip 2 • Ideally, to achieve maxi¬ 
mum phase sensitivity, the angular separation should be large enough so that the 
area of interest, in the interferogram, would not have any overlapped portions of the 
unwanted images, R\R*zO z , R z R\O z . Proceeding then with this assumption, the 
mathematical development of heterodyne analysis need only consider the two image 
terms of interest. 

These two wavefronts that arrive at the image plane are observed to have two 
different frequencies owing to the respective reconstructing wavefronts, B , and 
B 2 (Eq. #3.16 & #3.17). 


U 3 ' 3 . = O l A z r e‘' U ' , + 0 2 A 2 r e i ' U2t ( 3 . 17 ) 

The intensity measured by a photo-detector in the image plane is proportional to 
the squared magnitude of this incident field. For this development, the reference 
and reconstruction wavefronts are defined to have unity amplitude and the object 
waves are considered to be real valued. 
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Overlapping Image Situation 
Figure #3.7 
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/« |0 I e /(<u, '** ,) -0 2 e J (oo 2 t + (J) 2 )| 2 
= O 2 + 0% + 20 x 0 2 cos(Auot + Aty) 


= (0* + 0|)C I + Mcos(Aout + A<|>)) (3.18) 


whereM = 


20 , 0 2 

ofTol’ 


As expressed in equation #3.18, a photo-detector in the image plane will measure a 
time varying intensity. The frequency of this signal is found to be the difference fre¬ 
quency between oo, and oo 2 , while the displacement information is still contained 
in the phase difference A 4> term of the cosine argument. Precise discrimination of 
this phase difference is accomplished through heterodyne analysis comparing the 
measured photo-detector signal to a reference signal of the same frequency. Typi¬ 
cally, this reference signal is derived from a stationary photo-detector in the same 
image plane. The phase difference measured between the signal detector and a 
stationary reference signal is the phase difference between the two interfering elec¬ 
tric fields and hence a direct scale of the deformation that has occurred. Electronic 
phase measurement techniques, like a lock-in amplifier, can readily differentiate 
phase differences of 0.1 degrees, providing sufficient sensitivity to observe sub-fringe 
displacements. By monitoring this phase difference and using a scanning stage to 
position a photo-detector, a direct mapping of the object deformation is possible 
(Fig #3.8). Heterodyne analysis of holographic interferometry has changed the 
analysis from a normally qualitative analysis to a precise quantitative technique of 
the resulting fringe pattern and facilitating the investigation of sub-fringe displace¬ 
ment phenomenon. 
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Heterodyne Reconstruction 
Figure #3.8 
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3.3 Quasi-heterodyne Interferometry 

Quasi-heterodyne analysis is another phase measurement technique that was 
employed in this study. Similar to its’ close relative, heterodyne analysis, the appli¬ 
cation to holographic interferometry was first born in the area of interferometric 
wavefront analysis for testing optical components (Bruning et al. 1974). This 
technique in particular has been attractive to the optics manufacturers for quality 
control purposes owing to the rapid acquisition of data while maintaining adequate 
phase sensitivity. This is evidenced by the commercial success of companies such as 
Zygo, Tropel, and Wyco in producing these instruments. In particular, one of sys¬ 
tems from Tropel uses a computer generated hologram as the optical reference ele¬ 
ment for interferometric comparison. Holographic interferometry benefits from this 
analysis technique for similar reasons. Data is acquired in a timely fashion using a 
photo-detector array; the displacement sensitivity has been to be on the order of 
53o • Heterodyne analysis offers better displacement sensitivity, ^ , but suffers 

from a lengthy scanning process that acquires data on a point by point basis. 

Quasi-heterodyne analysis has been referred to as digital interferometry and 
phase step interferometry, both of which are indicative of the technique that 
involves computer aided analysis from the measured phase states of the image to 
determine the relative surface displacements. Implementing quasi-heterodnye anal¬ 
ysis in holographic interferometry uses the same dual reference beam configuration 
in the hologram construction as did heterodyne analysis (Fig #3.5). From equation 
#3.18, the intensity measured by a photo-detector array at the image plane of the 
reconstructed interferogram is a function of the background intensity 1 0 , the fringe 
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contrast M , and the relative phase difference a <j> . In this analysis technique, 
there is no frequency shift between the reference beams, but rather a controlled 
phase step that is accounted for by 0, . 

/, = /„( 1+ Afcos(A<|> + 0 1 ) (3.19) 

Quasi heterodyne analysis is an arithmetic calculation of the desired phase term, 

A <p, from multiple intensity measurements. This phase determination is accom¬ 
plished by performing successive phase steps of known quantity and recording the 
interference pattern. This is exemplified through equations #3.20a-c, where one 
will notice that the there are three equations and three unknowns. 

/,-/ 0 (l+Afcos(A$ + 0,) (3.20a) 

/ 2 = / 0 (l+Mcos(A<|) + 0 2 ) (3.206) 

/ 3 = / 0 ( 1 + M cos( A<|> + 0 3 ) (3.20c) 

From basic algebra principles and a few trigonometric identities, the phase differ¬ 
ence can be analytically determined. For the specific shifts of 0( = 0°, 90°, 180°, 
the solution is readily solved as shown in equation #3.21 (Hariharan 1985, Frantz et 
al. 1979). 


/, = /„( 1 +Mcos(A<|>) 
/ 2 = / 0 (l + Msm(A<t>) 
/ 3 = / 0 (l-Mcos(A<t>) 





42 


. , -l ^-1 2 I \ 1 3 , 0 0 

A <t> = tan — --- (3.21) 

1 \ ~ I 3 

The task of acquiring the intensity data corresponding to the three phase shifts 
is accomplished by the set-up shown in figure #3.9. The configuration is similar to 
the heterodyne reconstruction set-up, but with a few changes. The the Bragg cells 
are driven at the same frequency, shifting the diffracted light by the same amount, 
however one Bragg cell has a drive signal that is phase delayed compared to the 
other. It can be shown that by phase shifting the drive signal to the acousto-optic 
cell corresponds to the same relative phase delay in the first diffracted order (Ehr¬ 
lich et al. 1988). Most quasi-heterodyne configurations employ mirror mounted on 
a pusher to physically control the path length change and hence the phase shift. The 
purpose behind this configuration is to facilitate an easy change between heterodyne 
and quais-heterodyne read-out systems with out any additional optical components 
nor any optical realignment. As shown in figures #3.8 and #3.9, the only change 
that is necessary, to go from the heterodyne analysis to quasi-heterodyne analysis, is 
the substitution of the appropriate detection system behind the film plate. 

For quasi-heterodyne holographic interferometry, a CCD camera is typically 
used for the data acquisition. Here, the three images can be detected and recorded 
at TV frame rates with an image processing board interfaced with a computer, thus 
eliminating the mechanical scanning process. The displacement information is cal¬ 
culated in the period of time needed for the computer processing. Harihan’s group 
reports a processing time of as little as lOsec for a 100 by 100 array (Harihan et al. 
1983). However the increased processing time comes at the expense of sensitivity 
when compared to heterodyne analysis. This relative reduction for quasi¬ 
heterodyne analysis to 555 can accounted for in the uncertainty involved with 
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Quasi-heterodyne Reconstruction Configuration 
Figure #3.9 
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the phase stepping and variations in the local intensity (Wyant 1975, Schwider et al. 
1983). If an out of plane displacement sensitivity of ^ would be acceptable then 
the gain from reduced processing time makes holographic interferometric tech¬ 
niques more that jus: a laboratory curiosity where it becomes well suited for indus¬ 
trial applications and nondestructive testing techniques. 
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4 Imaging a Diffuse Object 

Anyone that has observed a coherent image of a diffuse object will recall that 
the image appeared to be granular or speckled in nature. This chaotic pattern is 
really an interference phenomenon owing to the coherent nature of the light, the 
surface roughness, and the limited aperture of the imaging optics; and bears no 
resemblance to the overall macroscopic shape of the object. An object is considered 
to be a diffuse reflector "or rough" if the microscopic detail is on the scale of the 
optical wavelength. The light, then scattered from the object and observed a rea¬ 
sonable distance away, will have numerous contributions from other areas that are 
coherent, but dephased. These delayed or dephased components will be 
superimposed and interfere resulting in the described speckle pattern. 

Imaging this coherent reflection is a similar process. Fourier optics predicts 
that an individual object point will be imaged as an amplitude spread function owing 
to diffraction affects of the finite aperture (Hecht & Zajac 1979). Neighboring 
points will be phase delayed due to the surface irregularities and the amplitude 
spread functions will be superimposed interfering in a similar fashion (Fig. #4.1). 
The resulting image will have a speckle pattern imposed upon it degrading image 
quality. 

This phenomena is not unique to holography and has been studied in other 
coherent interactions such as radar astronomy, electrical noise, synthetic aperture 
radar, and acoustic imaging to name a few. The chaotic nature of the speckle pat¬ 
tern can best described with probability and statistics (Goodman 1976). 

A statistical analysis of the far-field speckle pattern was first developed by 
Goldfischer for a uniformly illuminated diffuse object (Goldfischer 1965). Lowen- 
thal and Arsenault subsequently wrote a classic paper from a systems analysis 
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approach on the same topic (Lowenthal & Arsenault 1970). Included in their 
approach were image formation and non-uniform illumination. From these statis¬ 
tical approaches, information concerning the speckle size, system impulse response, 
and the noise in the image can all be deduced. A definitive treatise has been written 
by Goodman "Statistical Properties of Laser Speckle Patterns", which this develop¬ 
ment will closely follow, along with that of Dandliker (Goodman 1970, Dandb'ker 
1980). 

From wave propagation phenomenon and scalar diffraction theory, the image 
amplitude can be represented as a linear space-invariant filtering operation. The 
superposition integral describing this process is given in equation #4.1 (Goodman 
1968). Here, the space variables v,, x 0 are really two dimensional space variables 
simplified for the sake of notation. 


l '(-v 1 ) = 0(x 0 )h(x,-Mx 0 )d*x 0 


(4.1) 


It becomes useful to expand the object term O (x 0 ), so that it separately takes into 
account the macroscopic surface shape O (x 0 ) and the microscopic surface rough¬ 
ness p(x 0 ) (Dandliker 1980). 

= 0(x 0 )p(x 0 )h(x t -Mx 0 )d 2 x o (4.1a) 


The variable p ( x 0 ) is a circular complex Gaussian variable describing the surface 
roughness. The statistics of this variable are assumed to have independent real and 
imaginary parts, wide-sense stationary, zero mean and the same variance. This term 
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accounts for the random phase condition for a diffuse object, thus producing the 
speckle pattern. The last expression in this equation is the impulse response hfxp 
Mx 0 ) which is related to the aperture of the imaging system and the propagation dis¬ 
tances. In satisfying the geometric lens law, the expression for the impulse response 
is shown to be: 


h(x, - Mx 0 ) = 


/ A' p \d 0 d i 


/> 


x )e 


(4.2) 


P(Xp) 

= 1 iorxp < radius aperture 

= 0 for Xp 

> radius aperture 

M 

= image magnification 

Xp 

= spatial coordinates in the 

n. 


fc = 2-. 



One will notice that this integral is observed to be the Fraunhofer c ffraction pat¬ 
tern centered about the pointsx/ = Mx a For this development, it will be normal¬ 
ized by the effective aperture area. 


A 


t.i: 


| P(Xp)\ d d Xp 


(4.3) 


Calculation of the intensity distribution in the image plane is simply the 
squared magnitude of the image amplitude. 


Kx,) = V(x,)V\x[) 


(4.4) 
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As has been stated, the intensity in the image plane is really a Gaussian random pro¬ 
cess and can best be described statistically. For the analysis of random signals, 
determination of the mean and autocorrelation are necessary for a linear system. 
The mean of the system comes directly from the ensemble average of equation 

#4.4. 


<Kx l )> = <V(x l )V\x' i )> (4.5) 

= < //_”o(.v 0 )0*(x- 0 )p(x 0 )p*(x 0 ) 

x /i(x 1 -Mx 0 )/i‘(x j '-Alx 0 )d 2 x 0 d 2 x 0 > 

= /f"<d(x 0 )d\x 0 )xp(x 0 )p‘(x 0 )> 

X h(x,~ Mx 0 )h\x]~ Mx 0 )d 2 x 0 d 2 x 0 (4.6) 

Two terms which have a significant effect on resulting speckle pattern are the sur¬ 
face roughness and the impulse -esponse. The ensemble average of the surface 
roughness is observed to be the autocorrelation of the fine microstructure. Imaging 
this fine microstructure is not a possibility for most optical systems. Hence, a com¬ 
parison of the autocorrelation of the surface roughness and the optical transfer func¬ 
tion reveals that the optical transfer function is a much broader function. This leads 
to approximating the autocorrelation of the surface roughness as a Dirac delta 
function. 


<p(* 0 )p‘(* 0 ')> = R,(x 0 -x 0 ‘) 
= 6(x 0 - x 0 ') 


(4.7) 
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Applying the sifting property of delta functions further simplifies equation #4.6 to a 
convolution of the intensity with the autocorrelation of the impulse response. 


</(*,)> 


-fjoc 


x 0 )\ z h(x,~ Mx 0 )h (Xi'-Mxjd x 0 


(4.8) 


Most instances, the macroscopic surface shape is assumed to be constant, since the 
value does not typically change over the photo-detector aperture. 


</(*,)>= 10(x 0 ) | 2 £ h(x r Mx 0 )h\x i '-Mx 0 )d 2 x 0 
\0(x 0 )\ 2 = constant 


(4.9) 


Substitute the expression for the impulse response equation #4.2 into equation #4.9 
and the result becomes (Dandliker 1980) 


c / (*,)>= K 2 | 0(x 0 ) | 2 J" | P(* p ) |2 


d 2 x D )d 2 x 


/I7\d 0 d ( 


<l(.x,)>=K |0(x o )| 




)| 2 e ^ ^ P d 2 x )d z x 0 (4.10) 


Solving the integration with respect to the spatial variable x Q is found to yield a con¬ 
stant related to the object size and illumination. 
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/_"< >d 2 x. 


=constant 


(4.11) 


The other second integration with respect to Xp is recognized to be a two dimen¬ 
sional Fourier transform. 

</(x,)> = K 2 \0(x 0 ) I 2 J I P(x p ) I 2 e 1 d 2 x p (4.12) 

“|0(x 0 )| 2 Y (Ax) 

For the special case of a circular aperture, the solution is a first order Bessel func¬ 
tion divided by its’ argument. 


VC Ax) 



(4.13) 


D = diameter of the lens 
Ax = x.-Xi 


First order statistics provide amplitude distributions, but are inadequate for 
completely specifying the system. A complete description of the statistical proper¬ 
ties of the speckle phenomenon requires the calculations of the second order statis¬ 
tics. For Gaussian statistics, the process is completely specified by the second order 
statistics, which is not necessarily true of other random processes (Lathi 1968). 
Calculating the autocorrelation function of the intensity becomes a four fold corre¬ 
lation problem of the amplitude. 
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R / (x i ,x i ) = </(x,)/(x-)> 

= <I/(x 1 )r‘(x')K(x")K‘(x;")> (4.14) 

RiiXi.xJ-f f J \ 0(x 0 ) ] 2 \0(x 0 ) \ 2 < p(x 0 )p' (x 0 )p(x 0 )p’(x 0 ) > 

/i(x,-Mx 0 )fi'(x' i -Mx 0 )h(x' i '-Mx' 0 )fi‘(x' i '-Mx 0 ') 
d 2 x 0 d 2 x 0 d 2 x 0 d 2 x 0 (4.15) 

As before in equation #4.5, the first step is to calculate the correlation function for 
the surface roughness. This time, however, it is a four fold correlation problem. 
Using the fact that the function p (x) obeys circular Gaussian statistics, this problem 
becomes simply the summation of all possible permutations (Reed 1962, Goodman 
1985). 

<P(*o)P*(*o)P(*o )P*(*0 )> =< P(^o)P*(^o) >< P(^o )P*(^0 ) > 

+ <P(x 0 )p\x 0 ")><p(x' 0 )p t (x' 0 )> 

= 6(x 0 -x 0 )6(x 0 -x 0 ) + 6(x 0 -x 0 ) > (x”-Xo) (4.16) 

Once again applying the sifting property of the delta function equation #4.15 
becomes: 
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*#(*,.*;■)» / /_ 0> <i°(^o)i 2 i0(^o')i 2 

h(xMx 0 )h*(xMx 0 )h(x ( - Mx 0 )/i*(Xi -Mx 0 ) 

+ |0(x o )| 2 |O(x 0 ')| 2 

h(Xj-Mx 0 )/i*(x, -Mx 0 )/i(x,’ - Mx 0 )/i*(x,-Mx 0 )> 
d 2 x 0 d 2 x 0 (4.17) 


After substituting the expression for the impulse response Eq.#4.2 into Eq.#4.17, 
the first summation of this equation is seen to be just the average intensity squared. 


= K 4 /J_JO(x 0 )| 2 |0(x 0 ')| 

”x{/_V(* P ) |2 e d ” ( 

" + ”f_ \P(x p )\ 2 e V ' ‘ P | / ) (x p ) | 2 e v ' “ ” d 2 x p }d 2 x 0 d 2 x, 


(4.18) 


p 2 2 

|/>(x p )| 2 e ' d 2 x p 


letx i = x, 
andx, * x ( 


< /(x ( ) >< 7(x, ) > 


( 1 + l /.„ |/>( *' 


)re 




d x p r 


(4.19) 


Goodman refers to the squared magnitude term as the mutual intensity of the field 
and is analogous to the terminology in classical coherence theory. 
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= </(x,)> 2 (l + |y(Ax)| 2 ) (4.20) 

Both the autocorrelation of the amplitude and intensity will become important in 
determining the speckle size and phase error determination. 

4.1 Experimental Measurement of Intensity 

In actual measurement schemes, the statistics may differ somewhat from the 
ideal. The intensity measurements made in holographic interferometric will typi¬ 
cally be an integrated effect over a large number of speckles with a detector of finite 
size. The current output by a photo-detector turns out to be directly proportional to 
the incident power. 


x\qP 


hv 


(4.21) 

P- is the incident power 
q = electron charge 
r| = detector efficiency 
h = Planck constant 
v = frequency of the light 


The average power seen by the detector is an integration of the intensity over the 
illuminated detector area. 
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<P> = < J" D(x l )I(x i ')d 2 x i > (4.22) 

D(x,) = weighting function of the detector aperture 

A d = J ^DCxJ^x, 

= detector area 

The result, as may be expected, for the average power is simply the average intensity 
times the detector area. 

< P >= A d </(*,.) > average detector power (4.23) 

Again, the second statistical property to determine is the second moment of the 
optical power. This quantity is similar to the expression for the second moment of 
the intensity in equation 4.14. 

<P 2 >-< J J D(x i )D(x i )I(x i )I(x i )d 2 x i d 2 x i > 

<P 2 > = j J <D(x i )D(x' i )><I(x i )I(x' i )>d 2 x i d 2 x j (4.24) 

Since, the autocorrelation function is only dependent upon the spatial coordinate 
differences, a substitution of variables is appropriate. 
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Ax = Xj-Xj 

The term R, (A x) is the autocorrelation of the intensity taken from the earlier 
development (Eq. #4.20) and R D ( Ax) represents the autocorrelation of the binary 
detector function. 


R„{ Ax)= £ D(x l )D(x i -Ax)d 2 x i (4.25) 

/? / (Ax)=</> 2 {l + |y(Ax)| 2 > 

Substituting these two expressions (Eq. #4.20 & Eq. #4.25) into Eq.#4.24 produces 
the following: 

</> 2 > = /_ #o(Ax')tf,(Ax)d 2 Ax (4.26) 


where 

<i p 2 > = </> 2 J^ ^ 0 (Ax)d 2 Ax + </>2 f_ * C (A*)lY(Ax)| 2 d 2 Ax(4.27) 


Further examination of the two terms in Eq.#4.27 reveals that the integral in the 
first term reduces to the square of the detector area. Closely examining the second 
integral, one finds that the optical transfer function rapidly falls to zero for small 
variations of the spatial parameter Ax and is much more narrow than the autocor¬ 
relation of the detector function. In this narrow region, R D ( Ax) remains practi¬ 
cally constant and can be factored out of the integral. 
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f_ R D (/Sx)d 2 Ax = A 2 D 


(4.28) 


R d (0) = A d 


< P >= A d <I> + < / > 


:/?d(o) f.l 


| y(Ax) | d Ax 


< > = A% < / > z + < I > A 


d J"__lY(A^) 


\ d Ax 


(4.29) 


•-£ 


wherea s = I |y(Ax)| d Ax 


In Gaussian statistics, the variance can be considered to be the AC portion of the 
output and is expressed by the second central moment. 


o 2 =<P 2 >-<P> 2 


(4.30) 


a 2 F = < I > 2 A D 


| y(Ax) | d Ax 


(4.31) 


This quantity is commonly used in the expression for the RMS signal-to-noise ratio, 
where the square root of the second central moment of the power is divided by the 
mean power squared. Goodman refers to the reciprocal of the SNR as the contrast, 
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which is of considerable experimental interest. 



(4.32) 


contrast 2 = SNR' r 2 us = < =—-—-- - =N (4.33) 

° p JjV(Ax)| 2 d 2 Ax ° s 

Understanding equation #4.33 brings some physical significance to the nature of the 
phenomenon. The numerator, obviously, is the detector area with the appropriate 
units; the denominator also has units of area and can be taken as the area of a single 
correlation cell. This correlation cell is really an expression for the average speckle 
size and the average speckle diameter is defined to be the value when autocorrela¬ 
tion function first goes to zero. This measure of average speckle size is used in 
determining the average number of individual speckles on the active detector area. 
As seen in equation #4.33, the signal-to-noise ratio is indirectly proportional to the 
number of speckles N. In a later section, the number of speckles TV will also be 
shown to be critical in the phase error determination. 
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5 Interferometry of Diffuse Objects 

In holographic interferometry, the hologram stores one or both of the images 
to be interferometrically compared. The desired result is to image the object defor¬ 
mation as contour fringes owing to the constructive and destructive interference of 
the overlapping object waves. The output image is the superposition of these two 
coherent images. Since both are coherent, the measured intensity in the image 
plane is given by the squared magnitude of the amplitude sum. 

<\V X + V 2 | 2 >=</ t > + <I z >+2Re<V t V 2 > (5.1) 

= </ 1 > + </ 2 >+2</, 2 > cos(<J> + 6<|>) 

The first two terms of this expression can be considered as simply DC offsets or 
mean background illumination about which the interference term fluctuates. The 
last term in equation #5.1 is the interference term in which the useful phase or dis¬ 
placement information is contained. This mutual intensity term is the cross¬ 
correlation of the two image amplitudes. 


</ l2 (x i )>=<V l (x i )Vl(xn> 

= J f "<0 1 (x 0 )d‘ 2 (x 0 )xp l (x 0 )p‘ 2 (x 0 )> 

X h(x t -Mx 0 )h\x\-Mx' 0 )d z x 0 d 2 x 0 (5.2) 


Performing interferometry of diffuse objects requires that the two interfering wave- 
fronts be identical wavefronts, or at least similar on a microscopic level 
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<Pi(*o)P2( x o) >,4 0 in order to observe macroscopic interference. That is to 
say that the two speckle patterns from the respective images must be correlated to 
successfully produce fringe contours. Coherent light will always interfere on a 
microscopic level producing speckle, but the degree to which the two images corre¬ 
late will dictate the ability to measure the deformation. Insufficient correlation will 
degrade the fringe contrast reducing the accuracy of the displacement measurement. 

The first assumption in calculating the mutual intensity is that the surface mor¬ 
phology remains the same and that a reduction in image correlation is solely due to 
an image translation or shift. The image amplitude of the deformed object can then 
be represented by an in-plane translation u t and an optical path length change 


V 2 (x*) = ^,(x j + u < )e'' >< * ,) (5.3) 

4>(x,) = u- £ (5.4) 

£ = sensitivity vector 
u = object displacement vector 

u i = M(u-jc 0 ) (5.5) 

x 0 = in-plane object motion 
M = image magnification 

The in-plane object motion corresponds to speckle translation and can be 
accounted for in the impulse response of the imaging system. 
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V 2 (x t ) = e ,HX,) 0(x 0 )p(x 0 )h(x, + Uj - Mx 0 )d 2 x 0 (5.6) 

The amplitude cross-correlation is determined in the same manner as the autocorre¬ 
lation that was shown in equation #4.6. 


<1 \ 2 (*'i) >=e JHx,) j‘ f "<0(x 0 )o‘(x 0 )xp(x 0 )p‘(x 0 )> 

x h(x i -Mx 0 )h , (x- + u,-Mx 0 )d 2 x 0 d 2 x 0 (5.7) 

< / 12 (*,)>= I 0(x 0 ) | 2 h(x, Mx 0 )fi\x/ + u,Mx 0 )d z x 0 (5.8) 


Making the appropriate substitutions and manipulations as was done in equations 
4.8 and 4.10, the mutual intensity takes on the form in equation (5.9). Here, the 
intensity measurement is shown to be a function of the object illumination, optical 
path length change <|> (x t ) and the in-plane object motion u,. 

= |0 | 2 e / * (x,) Y(u 1 ) (5.9) 

Ideally, it would be nice if the measured intensity, equation (5.10), could directly 
determine the object displacement or optical path length change. However, any 
object motion that is not directly along the viewing direction is going to degrade 
fringe contrast, thus reducing the ability to accurately determine <K x 4 ). Fringe 
interpolation techniques such as heterodyne or quasi-heterodyne holographic inter¬ 
ferometry eliminate the dependence on this contrast term. 
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<|l / ,-*-l / 2l 2>=2</> { 1+ Y(u,)cos(<t> + 6 (J>) > 


Y(0 



(5.10) 

(5.11) 


The fringe contrast or modulation term has been examined previously in section 4. 
For circular optics, the correlation term is a first order Bessel function divided by its’ 
argument. The average speckle size or diameter is defined by this quantity and 
takes on the value of the distance to the first zero crossing of the first order Bessel 
function. Physically, this means that if the in-plane object motion were one speckle 
diameter, then the correlation or fringe visibility y (tz ^) in the image plane would be 
reduced to zero. This image motion can be manifested through optical misalign¬ 
ment, wavelength change, imaging aberrations, and object movement. 


5.1 Heterodyne Intensity 


jiu.Z) 
~kd~ = 


1.22 \d, 

D 

= avg. speckle diameter 


(5.12) 


Heterodyne holographic interferometry offers the ability to accurately deter¬ 
mine the phase or displacement information to within 2000th of a wavelength inde¬ 
pendent of illumination and depth of fringe modulation. A considerable advantage 
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owing to the interference of two correlated images of slightly different wavelengths. 
The interferogram, which is formed, is no longer a static fringe pattern, but rather is 
modulated at the difference frequency of the two mixed images. 

/ 12 = e-' A<u, / 12 (* 1 ) 

= I O | 2 e' /<Att>, ** <X|)> y(u,) (5.13) 

Acousto-optic modulators provide the fixed and controllable frequency shift for the 
respectful images. The difference frequency is chosen so that the modulated inten¬ 
sity can be easily measured with a photo-detector. Processing the photo-detector 
signal is performed with an electronic phase meter that has the ability of accurately 
measuring the phase variations 4>(-*\) independent of the amplitude variations. 
Such off the shelf electronics can easily operate at a frequency of 100kHz with a 
phase accuracy of 0.1 degrees. 

</>=^(x,){l + m(x,)cos(Aoot + <)>(*,) + &4>)} (5.14) 

Hence, if the electronics were the only limiting factor, the out-of-plane displacement 
resolution would be 3600th of a wavelength or about 1.4 angstroms. 
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5.2 Statistical Phase Error 

As was shown in intensity section, one of the limiting aspects to holographic 
interferometry is the translation of the interfering speckle images causing a reduc¬ 
tion in the fringe contrast and inhibiting an accurate phase measurement. Hetero¬ 
dyning offers a technique for measuring the phase independent of the intensity 
fluctuations. However, heterodyne techniques are not ideal solutions without 
inherent statistical errors. Again, it is observed that the uncorrelated speckle pat¬ 
tern has a detrimental effect on the phase accuracy measurement. The random 
phase error encountered in heterodyning is also present in the straight forward case 
of holographic interferometry, but normal intensity measurements lack the reso¬ 
lution for it to be problem. However, in the heterodyne case, the phase sensitivity is 
great enough so that the statistical phase error owing to the uncorrelated speckle 
pattern has a detrimental effect. 

Ideally, the output of the photo-detector would be just the true ensemble aver¬ 
age of the incident power (Eq. #5.15). 

< Pi2 > = < J[D(x i ) 1 l2 (x t )d 2x i > 

= </ 12 >/1 d y(u,) (5.15) 


However, the output current, processing both phase and amplitude information, is 
slightly deviated due to the imperfect registry of the speckle pattern. As illustrated 
in figure #5.1, the overlap region of neighboring speckles, owing to an image trans¬ 
lation, introduces the random phase term in the measurement process. This power 
deviation measurement can be expressed as the difference between the detected 






lapping regions of neighboring speckle 
ed by an image translation (Wagner, 19 


FIGURE #5.1 
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intensity and ideal ensemble average. The difference arises since there are only a 
finite number of speckles on the detector area. Like before, the speckle is a random 
process and the phase error that is introduced is also a random error (Fig. #5.2). 

b P = P l2 - < P i2 > (5.16) 

<<(>(•* i) > = 0 

Since only the perpendicular component of the power deviation contributes to the 
phase error, an approximation (Eq. #5.17) for the phase error can be written assum¬ 
ing an average overall phase of < <Kx J > = 0. 


6 4> = tan(6<|>) = 


Im(P l2 ) ^ Im(P\ 2 ) 
Pe(P 12 ) < P 12 > 


(5.17) 

where <P l2 >sP ]2 


The mean square phase error in the heterodyne signal is then given in equation 
#5.18. 


< 6 4 > 2 > = 


< Im 2 P , 2 > 

<P \ 2 > 2 


1 <\P\2 \ 2 >-<P |2> 

2 </> I2 > 2 


(5.18) 


Drawing from the fundamentals in the intensity measurement section, the three 
terms < P 2 \ 2 >, <\ P i2 \ 2 >, < P X2 > 2 can be determined. The expression for < P l2 > 
has been given in equation #5.15. The other two terms can be determined from 
past understanding of the autocorrelation of the intensity. 
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</> 2 2 > = f / R D (Ax)R,(u l )d 2 Ax 

= </> ( !+ ^ lY(U,) ' 2 ) (5 ' 19) 

<\P 2 2 \ 2 > = JR D (Ax)R ,(Ax)d 2 Ax 

(5.20, 


For a real valued crosscorrelation function, the mean square phase error can be 
written as: 


< A <|) > - 


2A d 


1-Y 2 (u,) 

Y 2 (u,) 


i-v 2 

2 Ny 2 ‘ 


(5.21) 


This agrees with the value given by Dandliker in his review paper in 1980. Subse¬ 
quently, Thalman has published a paper with a sightly different value (Eq. #5.22) 
(Thalman et al. 1986). 


< A<(> 2 > = 


1 ~ V(2u,) 

2 N y 2 (Ui) 


(5.22) 


However, for an image correlation of 70%, Thalman’s method in equation #5.22 
predicted a phase error 25% higher. For this study, it was assumed that either 
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method would pose no serious experimental changes or difficulties, since the differ¬ 
ences were minor. 







70 


6 Misalignment of the Holographic Images 

The degree of registry or correlation between the two interfering images has 
been determined to be a major factor in minimizing the phase error in heterodyne 
analysis. Proper registry of the two reconstructed images depends upon the equiva¬ 
lence of the constructing and reconstructing wavefronts. While the two reference 
beam configuration for constructing a double exposed hologram facilitates 
heterodyne analysis, it also complicates the system by imposing stringent alignment 
restrictions. A common design constraint of a 70% correlation factor mandates that 
the in-plane image misalignment be less than half a speckle diameter. Achieving 
this design goal becomes an opto-mechanical configuration problem. The design of 
the system must take into account the speckle size, the object distance, the wave¬ 
length change, the angle separation between the dual reference beams, and the col- 
limation quality. All these variables have a direct effect on the image location and 
hence the associated measurement resolution. 

The angular misalignment between the two reference beams is something to 
which all heterodyne holographic configurations are susceptible. Dandliker goes 
through an analysis based on a wave vector approach to describe the tolerances 
involved (Dandliker et al. 1976). However, the approach taken in this treatise will 
follow the development of Wagner (Wagner 1984). Both are equally well founded. 

In Wagner’s analysis, the hologram is treated as a complex diffraction grating, 
where two separate gratings have been recorded holographically. The reconstructed 
images are merely the first order diffraction patterns obeying Bragg’s law (Fig. 

#6.1). The angular position of the image is a function of the wavelength X , the 
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median angle of the reference beams e r and the grating spacing a , and a 2 (Eq. 
#6.1). The angular separation of the reference beams is defined to be 26, and 0 O 
is the direction of the object beam. 

\ = a,{sin(0 r -6) + sin0 o > (6.1a) 

A. = a 2 {sin(0 r + 6) + sin0 o > (6.16) 

When a heterodyne holographic system is designed for maximum sensitivity this 
necessitates that the angle between the two reference beams, 2 6, be greater than 
the angular extent of the reconstructed image. This ensures that there are no 
unwanted images superimposed on the interfering images of interest. However, for 
stability purposes, a smaller angle between the reference beams is more favorable. 
This can be shown by introducing a small angular deviation A 6 between the refer¬ 
ence beams and solving for the resultant perturbation in the object beam angle. 


sin0 o -sin(0 o +A0 ol ) 
sin0 o -sin(0 o +A0 o2 ) 


— -sin(0 r -6)\- / — -sin(0 r - (6 + A6))\ 


—-sin(0 r -6)| 


-sin(0 r + (6 +A6)) ) 


cos(0 r - 6) 

A0 , = A6-—--0 O 


cos(0 r + 6) 

A0 o2 = A6-0„ 


cos 
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A0 O = A0 ol + A0 o2 

COS0 r 

= 2A6cos 6-- (6.2) 

COS0 o 

To simplify this expression further, it will be assumed that the angular deviation of 
the object beam A0 O is small and that 0 r = 0 o • 

u t = zA0 = 2zA6cos6 (6.3) 

The expression in equation #6.3 relates the in plane image translation u, to the 
allowable angular deviation A6. For an image distance of z = 30cm, optics diam¬ 
eter of 7.5cm, a correlation of y = 0 .7, 6 = 8°, K = 0.5145 [im, the allowable 
angular misalignment allowed between the reference beams is 

A6 s 0.0001 ° 

Commercially available optical mounts are able to meet this type of tolerance range, 
but at this level regular optical realignment is necessary to compensate for tempera¬ 
ture fluctuations in the laboratory. Many researchers in the field accept a reduction 
in sensitivity by using a small separation angle 2 6 allowing the images to overlap 
somewhat, but in the process achieving better optical stability. 

A similar angular misalignment is encountered when a change in wavelength is 
necessary. This is typically confronted when a pulsed laser is used in creating the 
hologram and a cw laser is needed for the reconstruction process. The difference in 
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wavelengths is enough to cause an image translation, the amount of which is depen¬ 
dent on the separation angle between the two reference beams. Determining the 
positional change for the object employs the same mathematical development as 
was done to determine the angular stability. This analysis introduces a perturbation 
in the wavelength to observe the effect on the angular position of the object. 


sin0 o -sin(6 o +A9 0 l) = 'j ^-sin(0 r -6) 
-X 2 


-- sin (0 r - 6) 


A9 0l = 


A0 o2 = - 


aicos0 o 
\i -X 2 


a 2 cos0 o 


A9 0 = A0 ol + A0 o2 

X. | X 2 X | X 2 
a!cos0 o a 2 cos0 o 

X | X. 2 Gl 2 

= -Q - 

cos a ia 2 


A0 o 



(6.4) 


Again the simplification is made where it is assumed that the perturbation A 0 0 is 
small and that the object and reference angles are equal; there by allowing an 
expression to be written for the in plane image translation owing to a wavelength 
change (Eq. #6.5). 
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\,-\ 2 6 
u, = z A0 O = 4— -sin - 


(6.5) 


This translation is again dependent upon the angular separation of the two refer¬ 
ence beams. Reducing this separation will in return reduce the deviation caused by 
the wavelength shift. For example, for the same optical set-up of y = 0.7, 

2 = 30 cm, D = 7.5cm, 6 = 8°, X^O. 532pm, \ 2 = 0.5145pm, the in plane 
translation would be 2.75mm. The results in a 0.5° change of the reconstruction 
beam angle to compensate for the wavelength shift, a tedious procedure that several 
researchers have avoided by accepting a reduction in phase sensitivity in order to 
relax the alignment restrictions. In order to achieve this relaxation, the angular sep¬ 
aration 6 of the reference beams must be less than 0.004° . Obviously, such a 
small separation angle for the reference beams would produce overlapping images. 

Another consideration for proper image registry is the equivalence of the 
reconstructing wavefronts. The usual assumption is that the these wavefronts are 
both collimated and Gaussian, an ideal situation that may not be achieved exper¬ 
imentally. Deviations from the ideal can cause image magnifications and phase dis¬ 
tortions. A image magnification of 1.0001 for an object distance of 300m will result 
in a usable image area of about a 2cm diameter. Outside this area the image 
decorrelation will be too severe to permit heterodyne interferometric analysis. 
Analysis of image magnification was originally formulated for the application of 
microscopy by Gabor, the father of holography (Gabor 1949,1951). Since then, 
development of two wavelength holographic contouring has provided insight into 
this phenomenon (Hildebrand & Haines 1967, Zelenka & Varner 1968). Contour¬ 
ing was the first branch of holography to seriously consider the detrimental effects 
of image decorrelation with respect to a wavelength shift. 
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This treatise will follow Goodman’s development for the mathematical treat¬ 
ment of wavelength changes, uncollimated reference waves and holographic imag¬ 
ing. The object and reference waves are assumed to be spherical points sources and 
located at (.v 0 , y „, s 0 ) and ( .v r , y r , s r ) respectfully. It is also assumed that 
the«e point sources can be approximated in the quadratic form (Eq. #6.6a&b). 

0 = /l 0 exp|y~-[(x-x 0 ) 2 + (y-y 0 ) 2 ]J (6.6 a) 

R = ^ r exp|y^-[(x-.v r ) 2 + (y-y r ) 2 ]| (6.66) 

Referring back to the section on holographic construction, the transmittance of the 
film plate can oe expressed as 

T = a(|0 \ 2 + |/? \ 2 + O R* + RO*) 

where a is the proportionality constant owing to the film characteristics. If the 
hologram is reconstructed with the reference wave 

8= A b exp | ) [ (-V - .v b ) 2 + (y - y b ) 2 ] | 

then the reconstructed virtual image will have the form 




This reconstruction wave has the possibility of a change in wavelength and in point 
source position. Since the reconstructed image is presumed to be a point source and 
only linear and quadratic terms are observed in U 3 , then U 3 may be regarded as a 
quadratic approximation to a spherical wave (Eq. #6.8). 


U, = Cexp 


+ (y-y.) ]) 


( 6 . 8 ) 


If the linear and quadratic terms are collected in U 3 and then compared to U t , 
the exact location of the image can determined. First equate the quadratic terms to 
obtain information as image 2 , (6.9). 


n 2+ 2 s _ / n it ( n 
X.2 Z t V^'2'2'6 A. 1 Z r 2 0 


(* 2 + y 2 ) 



(6.9) 


The v,. y, image coordinates are obtained by equating the linear terms (6.10a&b). 
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—-(xx 1 + yy i ) = ——(xx b + yy 6 ) 

A. 2 %i A2^5 


+ — z 0 (xx 0 + yy 0 ) 

A i 


^ ji 

z r (xx r + yy r ) 


Z, \ 2 z i \ 2 z, 

x, = —x b + --x„--- 

Z b \,Z 0 \\Z r 

(6.10a) 

Z, \ 2 Z, \ 2 Zi 

(6.106) 

Ail important parameter in holographic interferometry is the amount of lateral shift 

or image magnification. For a given change in the object point location, the corre- 

sponding image change is expressed by equation #6.11a&b. 


\ 2 Z, 

Ax, - ——Ax. 

\i z 0 

(6.1 la) 

\ 2 z, 

Ay,== x7z~ Ay ° 

(6.1 1 6) 


The magnification is expressed in equation #6.12. 


Ax, Ay. \ 2 z, 

>Vf = | --| = | | = i --I 

Ax n Ay c A i zo 


( 6 . 12 ) 


For the ideal case of perfectly collimated wavefronts for the reference and recon- 
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struction beams, £ r = z b = °°, the lateral magnification is equal to unity, regardless 
of the change in wavelength. Similarly, if the same optical set-up is used for both 
the hologram construction and reconstruction process, z b = z r ;\ 2 = 1 > then the 

magnification also results in a unity value. The design goal in the dual reference 
beam configuration then is to maintain a matching wavefront condition in order to 
minimize lateral magnification. Citing the same optical example again, for a 
y = 0.7, z = 30 cm, D-7. 5cm, and X. = 0.5145pm, the minimum recon¬ 
struction point must appear at least 3000m away from the film plate for there to be 
sufficient image correlation in a circle 20mm diameter in the image plane. 
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7 Film Effects 

In heterodyne holographic interferometry, an accurate recording of the object 
position is critical in determining relative out of plane displacements. Exposure and 
resolution considerations are often ignored in the normal homodyne case of holo¬ 
graphic interferometry, since these effects may not be detrimental. However, in 
resolving phase fronts to 0.2 degrees, requires certain details may not be 
overlooked. 

7.1 Exposure Characteristic 

Typically, the recording of a hologram is assumed to be a linear process. A 
film plate is placed in the plane of intersection between the diffusely reflected 
object wave and the reference wave. The film records this complex interference 
pattern, which possesses both phase and amplitude information. A useful plot in 
determining the proper exposure level is the transmittance vs. exposure curve (Fig. 
#7.1). This curve describes the transmission function of the hologram after devel¬ 
opment (Kozma 1970). The slope of the linear portion of this curve can be varied 
with the exposure time and development process (Friesem 1967, Kozma 1966). If 
the amplitude of the reference beam is much greater than the object beam and the 
film is biased to an appropriate level on the t-E curve, then it may be possible to 
assume that the transmittance of the film plate is indeed a linear mapping of the 
exposure intensity. 


t»t 6 + (i(F-£- b ) 


( 7 . 1 ) 
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The equation #7.1 describes the linear portion of the t-E curve, where t is the total 
transmittance, t b is the transmittance bias, |3 is the slope of the curve at the bias 
point, E b is the bias exposure, and E is the total energy to which the film was 
exposed. For double exposure, dual reference beam holographic interferometry, the 
total energy incident on the film plate is 

F = T{(0 1 + fl 1 j 2 +|0 2 +/? 2 | 2 > (7.2a) 

= T {(/? 1 ) 2 + (^ 2 ) 2 + (0 i ) 2 + (0 2 ) 2 +^,0^ + R\0 { + R 2 0' 2 + R 2 O 2 ) (7.26) 

where 0 , 2 and R ,. 2 are the amplitudes of the object and reference waves for the 
respective exposures, T is the exposure time and is assumed constant for both expo¬ 
sures. The first four terms of equation #7.2b contribute to the exposure bias term. 
When the developed film plate is re-illuminated by the reference beams, the last 
four terms of this expression form the reconstructed images. Each reference beam 
will reconstruct four images resulting in a total of eight, of which only two at only 
one time are of interest and used. The use of two reference beams allows the use of 
heterodyne techniques to evaluate the phase difference between the two images. 
Because of the increase in resolution with heterodyne holographic interferometry 
the linear model may not be adequate in accounting for the additional phase errors 
that may occur. 
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12 Non-linear Considerations 

Taking into account the non-linear nature of photographic film, as evidenced 
by the t-E curve, is sometimes necessary in HHI (Eq. #7.3). 

t-t b + $ x (E-E b ) + $ 2 (E-E b ) 2 + --- 7.3 


However, these non-linear terms can lead to unwanted cross-talk in reconstructed 
images in dual reference beam holographic interferometry. This cross-talk is mani¬ 
fested in a spurious fringe pattern that produces an undesirable phase error mea¬ 
surement in the detection system. This caveat can be avoided by eliminating any 
unperturbed regions on the object, which may not always be possible, or by careful 
control of the object to reference beam ratios. Dandliker and Ineichen have devised 
a simple experimental method by which the phase error introduced can be mea¬ 
sured (Dandliker & Ineichen 1976). The testing method is based on the beam ratios 
before and after hologram construction. 

First consider the reconstruction of the hologram with a transmittance function 
as proposed in equation #7.3 by reference beam #1. After expanding the various 
terms, the image amplitude is expressed as shown in equation #7.4. Reconstructing 
the hologram produces an increased number of terms owing to the non-linearity. 

£/,=!/?, | 2 T{p 1 0, + 2T|3 2 0 1 0i0 1 + 2T|3 2 0 1 020 2 > (7.4) 

l nm = f 0„(x)0' rn (x)d z x 
~ Y nm I 

Taking into account the statistical properties of the diffuse object results in the 
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expression shown in equation #7.5. 

U x =|/?, | 2 T{(3 I + 4Tp 2 7 ll +2Tp 2 7 22 )0, + 2Tp 2 7 12 0 2 (7.5) 

One will observe that reference beam #1 in this case has reconstructed an image of 
the second object state O 2 , undoubtedly, resulting in image cross talk proportional 
to the parameter p 2 . By a similar analysis, the reference beam R i reconstructs the 
alternate reference wavefront propagating in its’ original direction ( Eq. #7.6). 

£ 2 »2r 2 p 2 i*,i 2 7 12 « 2 

The presence of O 2 on the reconstructed image U i produces the undesired cross¬ 
talk or spurious fringe pattern. The contrast of this detrimental fringe pattern can 
be expressed as a ratio of the reconstructed images (Eq. #7.7). It has been assumed 
that P i » |3 2 and it is observed that the phase error increases for a greater depth of 
fringe modulation. 


K-| 


4/ , 2 TP 2 
P. 


= 4a|y 12 | 


( 7 . 7 ) 


Experimentally, the quantity a can be determined through the comparison of the 
recorded and reconstructed intensities for object intensities and reference R 2 
intensities (Eq. #7.8). 
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U , 


= 3 , 1 /?, r 


Rz 
R 2 


- 2T 2 p 2 j R , | 2 / 12 


ot 2 | y 12 I 2 


I 10, l 2 |/? 2 l 2 

4|0, | 2 |/? 2 | 2 


(7.8) 


The fringe contrast x can also be shown to be indicative of the phase error intro¬ 
duced because of the non-linear properties of the film. Following equation #7., 
reconstructing the hologram with both reference beams produces the reconstructed 
images as 


U } = 0 I G / “" , '** ,) + p 11 0 1 e /(< " 1 '**‘ ) + 3 12 0 2 e y(u,, ' +< ' 2) (7.9a) 

0 2 = 0 2 G >( " 2 '** 2) + P 2 2 0 2 e /C< " z '** z) + 3 2 ,0,e /( “ ,z '** l) , (7.9b) 

3 n = 2T^(27 11 + 7 22 ) 

Pi 

3 2 2 = 2 T ~~ ( 2 7 22 + 7,,) 

3 12 = 321 = 27~ —7 12 


and assuming that the different object states have the same illumination, 0 , = 0 2 , 
then 



(7.10) 

p 22e ' < ">'->’-p 2|C ' < "''-'’}. 

(7.1 1) 
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The ac portion of the intensity distribution in the image plane can be expressed as 

l ac = 2Re(U x U* 2 ) 

s(l + P 22 + P n )cos(Acot + A<1>) + (P 12 + p 21 )cos Acot, (7.12) 

where the output is observed to be the summation of two sinusoids of the same fre¬ 
quency, but different phase. The error in the resultant phase measurement 4) is 
dependent upon the non-linear amplitude contribution p 12 (Eq #7.13). 

<|> = A <J> 6 <J> , rror (7.13) 


An expression for this phase error is found using a trigonometric identity to combine 
terms (Eq. #7.14). 


6 terror = tan 


gsin A4> 

A + Bcos A <}) ’ 


where A = 1 + p u + p 22 

= P 12 + P 2 ] 


(7.14) 


Also the assumption is made that /1»6, which leads to a reasonable estimation of 
the phase error (Eq #7.15). 
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Sty error = fisill A <}) 

4(S2T7Y 1 2 

S 4> error ~CPl2 + P 2 |) = ” (7-15) 

= 2ay 12 

Referring to equation #7.8, an experimental measurement of the maximum phase 
error that could occur can be determined. The twc methods that can be employed 
to minimize this error are the reduction of the fringe contrast y 12 by a whole body 
object motion or by keeping the ratio of the object beam to reference beam intensity 
small. Thus, the non-linear recording of a hologram can not be avoided, but the 
effects can be diminished. 

7.3 Resolution Limitations 

Since the hologram itself is an integral part of the imaging system, the proper¬ 
ties of the film plate should be considered in the design of the holographic system. 
Two ways in which the film plate can effect the reconstructed image resolution are 
its physical size and the film re" Mution. The preceding section developed the prob¬ 
lems of a non-linear recording. Assuming, however, a perfect film and large optics, 
the size of the hologram then becomes the limiting parameter in determining 
speckle size and hence the sensitivity. That is to say that the f-number of the imag¬ 
ing system is dictated by the hologram dimensions. A square holographic plate 
25mm on a side and an object distance of 300mm will produce an average speckle 
size of 44 square microns; increasing the film plate to 75mm on a side decreases the 
average speckle size to 5 square microns. If the holographic film plate is sufficiently 
large, then the spatial resolution of the film plate also plays a key role in accurately 
constructing a holographic image. 







In the construction process, the film plate is placed at the intersection of the 
object beam and the reference beam thus recording the complex interference pat¬ 
tern as was demonstrated in section 3. Previously, it was assumed that the film had 
sufficient bandwidth to record the interference pattern, however silver halide film 
has a maximum cut-off above which the recording fidelity suffers. This is modeled 
as a simple reduction in the modulation depth of the recorded interference pattern. 
The object and reference wavefronts are represented again by a similar phasor nota 
tion. However, this development pays closer attention to the direction cosines, 

/ v . y and a that determine the interference pattern at the film plate: 

R(x , y) = /l r exp(-y2nay) 

0(x,y)= A 0 exp(-/2n{f X x + / y y>). 

Assuming that the total exposure remains in the linear regime, the mapping will 
remain linear regardless of the film’s frequency response. The distribution of the 
exposure intensity will be: 

I(x ,y) = \0 + R | 2 

= A z 0 + A z r +2A r | A 0 1 cos {2 n(f X x + / y - a)y + <]>)}. 
Including the frequency response of the film, 

M(/ x ./ y ) = M(/ x ,/ y )exp{-yn(/ x ,/ y )>, 


the effective exposure intensity will be 
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/( v.y) = Al+ A* + 2A r | A„ \ M(f x , / y )cos{2n(/ x .v + (/ y -a)y) + «t>-n(/ x ,/ y -a)>. 

For off axis-holograms, the modulation rate / y - a of this interference pattern can 
be predicted knowing the relative angles of incidence and applying Bragg’s law. The 
film’s ability to record this complex pattern is dependent upon the frequency 
response of the film. The frequency response is determined by the grain size of the 
film; a smaller grain size results in a higher frequency response, analogous to a 
higher sampling rate. A film resolution of 1000 lines per millimeter can tolerate an 
angular separation of the object and reference waves of about 30 degrees. Beyond 
that limit, the film plate is unable to record a hologram and becomes the limiting 
element in the optical system. In such a case, the apparent physical size of the holo¬ 
gram is reduced thus making the speckle size larger than acceptable. For this rea¬ 
son, most holographic film plates have a spatial resolution of more than 1500 lines 
per millimeter. However, the inherent problem with a smaller grain size is the 
accompanying reduction in sensitivity. The smaller grain size reduces the likelihood 
that a sufficient quantity of incident photons will be present for a desired grain to 
form a latent image. This requires a more powerful light source so as not to relax 
the resolution capabilities. 

In heterodyne holographic interferometry, an accurate recording of the object 
position is critical in determining relative out of plane displacements. The practical¬ 
ity in constructing an off-axis hologram requires that one use a recording media with 
sufficient bandwidth or resolution and also have adequate photosensitive properties 
to obtain a linear recording. Typical photographic film is sensitive enough, but lacks 
the necessary spatial resolution to ob*ain a high degree of phase accuracy. Special 
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high resolution silver-halide film plates, such as Kodak 649F or Agfa 10E56, are typ¬ 
ically employed because of their large spatial bandwidth, but require the use of high 
powered laser illumination, particularly in high speed applications. This has been 
the case in attempting to image the displacements involved with acoustic wave prop¬ 
agation. 
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8 Experimental Design 

The fundamental goal of this treatise was to successfully image sub- fringe 
acoustic waves in the full field using heterodyne holographic interferometry, and to 
demonstrate the ability to identify material defects by mapping acoustic waves. In 
achieving this end, the underlying resolution limits of heterodyne holographic inter¬ 
ferometry came under close scrutiny. Five major experiments were performed to 
analyze various aspects of the question at hand. The first two experiments were the 
verified certain theoretical predictions and characterized the noise level in the static 
heterodyne read-out system. The first experiment addressed the most foreboding 
problem to overcome - the image decorrelation owing to the wavelength change 
introduced by the use of two different lasers for the construction and reconstruction 
process. To this end, wavefront curvatures owing to collimation deviations from the 
ideal were investigated. The second experiment involved constructing a working 
read-out system with a resolution design of less than 0.3nm. These static measure¬ 
ments provided the basis for constructing a stable heterodyne read-out system for 
the pulsed holograms. The third experiment researched the concept of using 
holography to image wave perturbations resulting from the interaction with a known 
defect, along with the application of imaging the wave speed anisotropy from a 
single measurement. The fourth experiment was performed to assist with the fifth; 
laser generation studies were conducted with a fiber optic interferometer. This lead 
to the successful completion of the fifth and final experiment, imaging of laser gen¬ 
erated Lamb waves in a thin plate. These holograms were recorded with a Nd:YAG 
laser and then analyzed with a cw Argon laser employing a heterodyne read-out 
system. 
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8.1 Real Time Heterodyne Holographic Interferometry 

The use of a real time holographic system was employed as a means of verify¬ 
ing the in-plane image translations associated with the misalignment of the collimat¬ 
ing optics. The associated phase error resulting from a degradation in the 
collimating has not been well documented in the literature, and there appeared to 
be a need to substantiate the predictions made in section 10. The configuration 
shown in figure #8.1 was used to record a hologram of a rigidly mounted aluminum 
block measuring 10cm square. The surface was sufficiently diffuse to produce a fully 
developed speckle pattern. After processing the hologram, the real time object and 
the reconstructed image were superimposed and the collimating lens was translated 
in a co-linear fashion while monitoring the fringe contrast in the heterodyne read¬ 
out system. The objective was to verify the predicted image decorrelation resulting 
from improper collimation. 

The hologram was recorded using a Spectra-Physics 165 argon ion laser. The 
light from the laser was split to form the object and reference waves, each passing 
through separate A-O cells (Fig #8.1). These A-O cells (Isomet 1202E) were driven 
by the same 40MHz driver (Isomet 221 A) during the hologram construction. The 
hologram was recorded on 4"x5" glass film plate (Agfa 10E56), which was mounted 
in a liquid gate that permitted in-plane photographic processing. The film plate was 
exposed to a total energy of 15^f with a reference to object beam ratio of 10:1. 
The development process was similar to any silver halide development process with 
a 5 min. development time in D-19 Kodak developer and a 5 min. fix time in Kodak 
rapid fixer. After adequate rinsing, the hologram was reconstructed and coherently 
interfered with the real time object. Modulating the resulting image intensity was 
accomplished by changing the drive frequency to the reference beam A-O cell. It 







Real Time 

Heterodyne Holographic Interferometry 
Figure #8.1 
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was driven with a crystal oscillator (International Crystal OT-124) at 40.1MHz and 
boost to the suitable power level with an RF power amplifier from TRW (CA2833). 
This introduced a modulation of the image intensity at a difference frequency of 
lOOKHz, which was detected by a photomultiplier tube (EMI 9785B) in the image 
plane. The image was formed with a standard 35mm camera lense (Nikkor 105mm 
f/#2.5). The output of the PM tube was fed to the input of a lock-in amplifier along 
with a reference signal for comparison. This reference signal was derived by mixing 
the signals from the electronic A-O drivers and then running the output through a 
low pass filter. In this configuration, the lock-in (Ithaco 393-option 03) was used to 
measure the amplitude or depth of modulation of the interfering images. Monitor¬ 
ing the output signal gave an indication of the image registry as the degree of colli- 
mation was varied. Both the position of the collimating lense and the PM tube were 
mounted on Newport translation stages fitted with controlling actuators (850-1) and 
digital read-out of the position. 

8.2 CW Double Exposure Heterodyne Holographic Interferometry 

The purpose of this experiment was to construct a heterodyne holographic 
read-out system that was appropriate for reconstructing a hologram which had been 
constructed at a different wavelength. The system was designed to produce a phase 
error of less than 0.36°. In achieving this goal, a study was conducted on the feasi¬ 
bility of using heterodyne holographic interferometry to detect and size surface 
breaking cracks in 718 inconel alloy specimens, l est specimens 3"x4"xl/2" thick 
were subjected to a three point bending stress while a double exposure dual refer¬ 
ence beam hologram was recorded. Between holographic exposures, the applied 
stress was increased by approximately 10% of trie initial stress. The corresponding 
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surface displacements were then mapped through heterodyne analysis of the holo¬ 
gram. 

The double exposure hologram was constructed with a Coherent 53 argon ion 
laser with each of the stress states being recorded by a different reference beam 
(Fig. 8.2). A erasable thermoplastic film plate (Newport HC-320) was used in lieu 
of the silver halide film plates and exposed to a total energy of 100^. One will 
notice the use of a narrow reference beam angle, in figure #8.2, as an attempt to 
study the effects overlapping images in the reconstruction process. During the anal¬ 
ysis phase, no object beam was used, but instead both reference beams illuminated 
the hologram simultaneously with a difference frequency of lOOKHz corresponding 
to the A-O cells frequencies of 40MHz and 40.1MHz. A mirror chip was placed in 
the image plane to split off a portion of the image to a reference photo-detector. 
This signal was amplified (Tektronix AM502) and bandpass filtered to achieve a 
peak to peak voltage of 1 volt for the reference input of the lock-in amplifier. Using 
a portion of the image as the reference signal helped to compensate for atmospheric 
disturbances such as turbulence and temperature changes. The relative phase dif¬ 
ference between the reference signal and the scanning signal was measured with the 
lock-in. The input signals were obtained for each point in the image plane by 
scanning a detector over the two interfering images. Scanning was performed using 
two computer driven electronic micrometers. Computer control of the scanning 
operation was performed with the Newport controller (855C) and a AT&T 6300 PC 
with the Metrabyte GPIB interface. Data acquisition was also obtained over GPIB 
interface using the A/D capabilities of the HP 3478A multimeter connected to the 
analog phase output from the lock-in amplifier. The scanning programs were writ¬ 
ten in IBM Fortran and are included as an Appendix. 





Inconel 



Double Exposure CW 
Heterodyne Holographic Interferometry 
Figure #8.2 
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8.3 Double Exposure Pulsed Holographic Interferometry 

The purpose of this experiment was to record, in full field, the surface pertur¬ 
bations resulting from the interaction of a surface acoustic wave with a surface 
defect using a double-pulsed holographic recording system (Fig. #8.3). A Quantel 
Nd:YAG (580-C) laser with 9ns pulse-width and 500mJ per pulse at 532nm was 
used to construct the hologram for this high speed application. Double pulsing the 
laser was accomplished by external modification of the resident logic board in the 
laser; the resident q-switch logic pulse was redirected to a digital delay generator 
(BNC 7010) and recombined with the original pulse to provide a simple modifica¬ 
tion of the pulse control (Fig. #8.4). The first laser pulse recorded the resting posi¬ 
tion of the object with the 532nm output, as well initiating the acoustic wave 
generation with a separate 1064nm output port. The 1064nm line was used to 
detonate a small explosive charge of silver acetylide measuring approximately 2mm 
x 2mm x 0.5 mm. This acoustic source was large enough to produce displacement 
amplitudes greater than 0.25pm. The delayed second pulse, 40urns later, cap¬ 
tured the surface acoustic wave propagating across the plate. The specimen used 
was an aluminum plate measuring 25cm x 38 cm x 3.8cm thick with a half-penny 
defect 1mm wide, 25mm long and 2.5mm deep in the front surface of the plate 12cm 
from the edge. Since no heterodyne analysis was to be done, the experiment was 
designed to produce an out-of-plane displacement amplitude of the waves greater 
than j or 0.25pm. 





Test Plate 
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Double Pulsed Single Reference Beam 
Holographic Interferometry 
Figure #8.3 
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Double Pulse Circuit Diagram 
for the Quantel Nd:YAG Laser 
Figure #8.4 
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8.4 Interferometric Detection of a Laser Generated Ultrasound 

The two types of laser generated acoustic waves thought to be applicable for 
holographic imaging were Rayleigh waves and Lamb waves. These waves have been 
shown by researchers to have largest out-of-plane displacement amplitudes for any 
type of laser wave so were deemed the most likely to be successfully detected with 
heterodyne holographic interferometry. This portion of the study used a fiber optic 
interferometer to measure the arrival of the laser generated waves in order to best 
estimate the timing of the double pulsed holograms. The specimen for the Rayleigh 
wave study was a 30.5cm x 25.4cm x 20.3cm thick block of aluminum, while the plate 
for the Lamb wave study was 200mm x 200mm x 0.91mm thick. Both were polished 
to a mirror finish to obtain a specular reflection for the laser interferometer. The 
acoustic wave was generated with the 1024nm line from the Quantel Nd:YAG laser. 
The beam was focused with a cylindrical lens to form an acoustic line source to limit 
the energy spread as the wave propagated. For maximum generation efficiency a 
drop of peanut oil was used as a constraining layer in all the studies. The probe 
beam for the interferometer was situated 50mm away from the laser source and nor¬ 
mal to the line source (Fig #8.5). A LeCroy transient recorder with PC interface 
was used to collect the data. The fiber optic interferometer used in the detection of 
the laser generated waves was designed and constructed by James B. Spicer, who 
graciously loaned the instrument for these studies. A diagram of the instrument is 
shown in figure #8.6. 

A unique feature of this fiber optic interferometer is that it only requires a 
single input coupler between the laser and the fiber thus improving alignment stabil¬ 
ity and reducing losses. Both the diffracted and undiffracted beams which exit the 
A-O cell are focused into the appropriate fibers. The directional coupler acts as a 
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Configuration for Laser Generation Studies 
Figure #8.5 
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beam splitter determining both the reference path and the probing path for the 
interferometer. In the absence of motion, the intensity incident of the photo¬ 
detector was modulated at the 40MHz difference frequency. A perturbation of the 
sample introduced a phase modulated signal at the detector. The detection 
electronics used a phase locked loop to demodulate and obtain the signal of interest. 
A 10MHz low pass filter at the output of the double balanced mixer eliminated the 
frequency doubled carrier and established the upper limit of the detection capabili¬ 
ties. 

8.5 Full Field Imaging of a Laser Generated Lamb Wave 

The major goal behind this treatise has been the application of heterodyne 
holographic interferometry to the mapping acoustic wave propagation in the full 
field. Normal acoustic sources produce sub-fringe displacements, which require the 
use a heterodyne read-out system for holographic detection purposes. The optics 
used were similar to the design used in the prior sub-section on double pulsed 
holography. However, for the purpose of employing a heterodyne read-out system, 
a second reference beam was added (Fig. #8.7). Separate reference beams were 
used to record the different positional states of the object, and each reference beam 
was collimated using a shearing interferometer. Special Fourier transform lenses 
(SORL 2324) were used '.o collimate. The delay between the two pulses was 25 ps 
which was controlled in the same manner as before. The film plate (Agfa 10E56) 
was exposed to a total energy of about 1 with a reference to object beam ratio 
of greater than 50:1. The film processing in this experiment included a bleaching 
step after the silver halide plate had been fixed. The bleaching stage transformed 
the adsorption hologram into a phase hologram which produced a higher diffraction 
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efficiency. This was achieved by rehalogenating the film by submersing the film 
plate in a saturated chlorine solution. In a short period of time, the film plate would 
change from a dark gray to a cloudy white appearance. The bleaching time was 
dependent upon the relative exposure and was twice the amount of time needed for 
the plate to clear, usually 20-30 seconds. This technique improved the reconstructed 
image intensity four to five-fold. 

Splitting the pulses along the appropriate reference path would ideally employ 
an electro-optic switch, however, since no switch was available, a removable divert¬ 
ing prism was simply physically changed between exposures. In doing so a triple 
exposure hologram was created (as opposed to a double exposure) creating some 
additional problems. The process called for the laser to remain in the double pulse 
mode continually. The first exposure was simply the unperturbed object. The prism 
was then removed and the laser was double pulsed. The first pulse initiated the 
propagating acoustic wave and a second exposure of the object at rest. The second 
pulse followed 25 ps later having allowed the acoustic wave to propagate the pre¬ 
dicted distance and creating a third image on the hologram, the one of interest. The 
problem arises since the first pulse of the second reference wave had in actuality 
recorded a double exposure hologram of the unperturbed object capable of causing 
unwanted interference fringe artifact. If the displacements were of sufficient ampli¬ 
tude then the resulting fringe pattern would overlap the modulated image reducing 
the signal to noise ratio in the read-out system. A far more serious effect, however, 
is the relative intensities of the second and third object exposures on the phase mea¬ 
surement. Wagner has previously investigated this problem and found the mea¬ 
sured phase to be a function of the reconstructed object amplitudes O 2 , O 3 and 
the relative path length difference A <j) (Eq. #8.1): 
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0 3 sin A<(> 
0 2 + 0 3 cos A<j> 


( 8 . 1 ) 


The saving grace for this technique occurs when 0 2 * 0 3 , making the measured 
phase difference one half the actual value and thus a linear transformation. There¬ 
fore, although the phase sensitivity has been reduced to 7 ^ 7 , this still provides ade¬ 
quate resolution for imaging acoustic waves. 

The optical configuration used in performing the heterodyne analysis is shown 
in figure # 8 . 8 . The two reference beams were again collimated with a shearing 
interferometer. Precise adjustments were made later with the hologram in position 
with one of the collimating lenses mounted on a micrometer stage with an electronic 
micrometer controlling the position (Newport 850-1). The angular alignment was 
adjusted by rotating the hologram and the horizontal translation of the reconstruc¬ 
tion mirrors. This system was very similar to the one described for cw analysis with 
the only exception being the wide separation of the reference beams, approximately 
8 0 in the construction stage. This corresponded to an angular change between the 
reference beams of about 0.33°. The phase detection electronics for the hetero¬ 
dyne read-out, employing an A-O cell in each reference beam, was the same as used 
previously in the cw configuration and is diagramed in figure #8.9. The entire 
optical system was contained in an baffled box in order to reduce air turbulence. 

The quasi-heterodyne system employed the same optical system as did the het¬ 
erodyne analysis system with only the substitution of the necessary electronics. 
Quasi-heterodyne holographic interferometry is based on calculating the phase 
difference for a series of intensity measurements taken at known incremental phase 
positions of the interference pattern (Eq. #3.21). The relative phase steps between 






Heterodyne Readout S 
Figure #8.8 
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Electronic Configuration for Heterodyne Analysis 
Figure #8.9 
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the two reference beams were created by driving the two A-O cells at the same fre¬ 
quency while imposing a phase delay between the two drive signals. The A-O drive 
signals of 29.3 MHz were derived from the same crystal oscillator (International 
crystal OT-124) with one path being phase delayed by a voltage controlled phase 
shifter (Merrimac 12457). RF power amplifiers from TRW (CA2833) were used to 
boast the 29.3MHz signal to drive the A-O cells. The relative phase delay was mea¬ 
sured by mixing the two signals, Iowpass filtering, and then measuring the output 
(Fig. #8.10). The output of the Iowpass filter was directly related to the cosine of 
the phase delay, cos 0, and for 0°, 90°, 180° phase steps the voltmeter measured 
1 max • - V max . V = 0 . The intensity data was acquired with a Fairchild CCD cam¬ 
era at these three increments. The pixels of the camera were 12 p m x 18 p m with 
an 18pm dead zone between pixels and the array measured 180 x 162 . The frame 
grabbing capabilities of the image processor (Vicom 1850) captured the data and 
performed the subsequent processing to determine the actual phase difference (Fig. 
# 8 . 11 ). 






Var. Voltage Supply j | 0-15 Volts 
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Quasi-heterodyne Phase Shifting Circuit 
Figure #8.10 
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9 Experimental Results 

9.1 Real Time Heterodyne Holographic Interferometiy 

The real time heterodyne holographic system was constructed for the purpose 
of investigating the effects of collimation deviation on the image registry. The 
development in section 5 showed that a change in the collimation optics could 
cause a detrimental image magnification and hence a reduction in the phase sensi¬ 
tivity. In this experiment before the hologram was constructed the reference beam 
was repeatedly collimated using a shearing interferometer. An electronic 
micrometer driven translation stage was used to measure the resulting positional 
error. The micrometer was reported by the manufacturer to have a positional accu¬ 
racy of 0.1 pm; the reported flatness of the shearing interferometer was y-j. The 
standard deviation for the position of the collimating lens was found to be 20 
microns, which corresponds to a beam radius of 6000m. The lens was positioned at 
the mean and the hologram was constructed. 

After the hologram was developed, the two interfered images were modulated 
at lOOKHz, the frequency difference between the two A-O cells. A photo-detector 
positioned in the center of the image monitored the modulation depth of the fringe 
contrast as minor optical misalignments were corrected. The image translation was 
predicted to be a function of the lateral extent of the object and of the reconstruc¬ 
tion wavefront curvature. The photo-detector was positioned at observation points 
10.0mm and 12.5mm away from the central position. The depth of modulation was 
monitored as the collimation lens was translated, which induced a magnification of 
the reconstructed image. Wavefront curvature was estimated by measuring the rela¬ 
tive change in position of the collimating lens. Based on this measurement, and 
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using Eq. #5.7 and #5.13, an estimate of the in-plane image translation was 
obtained relative to the lateral object extent which is graphically compared to the 
measured correlation values (Fig. #9.1). As demonstrated by figure #9.1, the data 
showed good agreement with the theoretical predictions of percent correlation ver¬ 
sus in-plane image translation. This information was paramount in determining the 
amount of object area over which one could expect to have sufficient correlation in 
order to perform heterodyne analysis. 

9.2 CW Double Exposure Heterodyne Holographic Interferometry 

The cw heterodyne study was conducted to help determine the ability to size 
small displacement perturbations and to characterize the heterodyne analysis read¬ 
out system. The inconel test specimens were provided by General Electric Corpora¬ 
tion with fatigue cracks ranging in size from 0.41mm to 6.25mm in length. The test 
specimens were subjected to three point bending stress while double exposure, dual 
reference beam holograms were recorded. The object beam illuminated the speci¬ 
men from such an angle so that the in-plane displacements were accentuated in the 
experiment. A step increase of 15001bs (a 10% increase in the initial force) was 
applied between exposures. The underlying principle making this a useful technique 
for heterodyne analysis was that the cracked region would have a larger displace¬ 
ment field associated with it than the uncracked portion. 

To analyze the spatial resolution of the scanning system, an experiment was 
performed to determine the location and size of previously characterized fatigue 
cracks holographically. The scanning system covered an area of 1cm x 1cm in 
0.5mm increments. The diameter of the scanning detector was 0.5mm. The output 
from the lock-in amplifier was the relative phase difference between the reference 
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detector and the scanning detector. This detected output was found to have a large 
biased slope owing to the gross body motion involved with the applied load. Pro¬ 
cessing the data required that this slope be subtracted out in order to reveal the sub¬ 
tle changes near the cracked regions. In figure #9.2, the surface displacements are 
displayed; the abrupt discontinuity near the crack region was measured to be 
7.0mm. The specified crack length of 6.25mm compared favorably. The next largest 
crack of 1.27mm was not detected with heterodyne analysis nor with an eddy current 
probe. The position of this crack was reported by GE corp. as was the size. Neither 
this, nor any smaller cracks could be detect with either Heterodyne analysis or eddy 
current methods. 

Characterization of the heterodyne analysis read-out system was performed by 
scanning a reconstructed image of two stationary object states. Subsequent noise 
analysis for the heterodyne system was of interest towards the goal of building a 
detection system for imaging acoustic waves. The temporal phase error was found 
to be better than 0.2° . The resulting spatial phase error was measured to be 
1 .0°. This value was higher than desirable for the imaging of acoustic waves and 
certain system modifications were necessary. The first improvement was a larger 
separation of the reference beams which removed the overlapping image condition. 
This decreased the phase error by one half. The second obvious improvement was 
to increase the optical resolution for the system. The film plate for the system was 
only 25mm x 25mm - the use of a larger aperture decreased the speckle size and 
improved the sensitivity of the system by an order of magnitude. 
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Heterodyne analysis of a 1cm x 1cm 
area around the fatigue crack 

Figure § 9.2 
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9.3 Double Exposure Pulsed Holographic Interferometry 

The purpose of the experiment was to record, in full field, the surface pertur¬ 
bations resulting from the interaction of a surface acoustic wave with a surface 
defect using double-pulsed holography. The photograph of the reconstructed image 
displayed in figure #9.3 shows an acoustic wavefront as it appeared 40 ps after an 
explosive charge was detonated. An explosive charge was necessary to achieve the 
needed displacement amplitudes on the order of a wavelength of light. The fringes 
in the photograph correspond to displacements greater than -. An unfortunate 
aspect of this technique is that the direction of motion is ambiguous without any 
type of heterodyne analysis. However, one can observe from the interferogram that 
the leading wavefront was delayed as it propagated through the slotted region as 
evidenced by the change of curvature of the wavefront. Also, the there is a strong 
reflected component traveling in the opposite direction. Although a large amplitude 
wave was used, the successful results of this experiment lead one to expect similar 
results for low amplitude waves when applying heterodyne analysis. 

9.4 Interferometric Detection of Laser Generated Ultrasound 

A fiber-optic interferometer was used to detect laser generated ultrasound. 
This study served to estimate the timing for the pulsed hologram as well as measure 
the amplitude displacements. The use of laser generated ultrasound as an acoustic 
source was restricted to investigating Rayleigh waves and Lamb waves. These wave 
types have been reported to have out-of-plane displacements large than bulk acous¬ 
tic waves and therefore are more likely to be detected with heterodyne holographic 
interferometry. As described in the experimental section, the interferometer probe 
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beam was positioned 50mm downstream from the laser line source. A calibration 
scale for the interferometer was obtained by applying a relative large rapid force (a 
"thwack") which permitted the determination of the maximum excursions of the 
interferometer output. The peak-to-peak output voltage corresponded to a 360 ° 
phase change or a ^ displacement. Data for the Rayleigh pulse was taken for inci¬ 
dent energies of 40mJ and 125mJ, while the Lamb wave data corresponds to 40mJ 
and 70mJ (Fig. #9.4a&b, #9.5a&b). An incident energy of 12 mJ was attempted in 
the Lamb mode case, but did not produce any displacements large enough to exceed 
the noise level of the interferometer. The other two energy levels for the Lamb 
wave specimen of 40mJ and 70mJ produced amplitudes that differed by almost a 
factor of 2. The Rayleigh wave pulses produced had no amplitude gain for an 
increase in incident energy. For all the waves recorded, ablation of the surface was 
observed. The rapid rise time for the Rayleigh pulses, in some cases 100ns, made it 
an unlikely candidate to be imaged by heterodyne holographic interferometry. 
Although it had sufficient amplitude, the spatial width of 0.3mm would have been 
difficult to detect. The Lamb data appeared to have sufficient amplitude and spatial 
widths ranging from 5mm to 10mm, and was therefore deemed to be the best candi¬ 
date for heterodyne holographic detection. 

9.5 Full Field Imaging of a Laser Generated Lamb Wave 

The following analysis demonstrates that heterodyne holographic interferome¬ 
try may be used to image sub-fringe displacements associated with high speed 
events. The optical configuration described in the previous experimental design 
section used two well separated reference beams in constructing the hologram. This 
insured that the 50mm x 40mm illuminated area of the object would not have any 
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FIGURE #9.5a 
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overlapping images. The imaging system employed had a f-number of 5 and pro¬ 
duced a reduced image half the original size. The diameter of the photo-detector 
was 0.75mm, giving an effective diameter on the object coordinates of 1.5mm. 
Unfortunately, the speckle size remains the same independent of magnification 
changes, so the 0.75mm dimension of the photo-detector was used in the theoretical 
calculations. 

The experimental determination of the system phase error was performed 
with a stationary object for determining the spatial noise. The temporal stability 
was found to be extremely sensitive to minor room temperature fluctuations. An 
equilibrium condition was usually reached around sunset for approximately a 2 hour 
period. It was assumed that the same condition existed at sunrise, but it was never 
tested. During the stable periods in the evenings, the temporal phase error was 
found to be less than 0.2° . The spatial phase error, however, was found to vary 
depending upon the manner in which the object was scanned. A square scan of 6x6 
independent points produced a local phase error of 0.26°, while a linear scan pro¬ 
duced a spatial phase error of 0.9°. The linear scan also appeared to have an 
inherent curvature. The wavefront from the Nd:YAG laser is observed to have a 
non-uniform phase front and this was felt to be the contributing factor in the effec¬ 
tive image curvature. This is demonstrated in figure #9.6b. A perfectly collimated 
wavefront would produce perfectly horizontal fringes (Fig. #9.6a). However, since 
the phase error on a local basis could be predicted, it was felt that the wavefront 
variation would not be too detrimental. 

After proper alignment of the hologram, a 20mm x 16mm area was scanned 
with a horizontal increment of 0.4mm and a vertical increment of 0.8mm. This pro¬ 
duced 1071 data points, which took the system about one and a half hours to scan. 
The results are shown as a three dimensional perspective in figure #9.7; figure #9.8 
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Position 

Fiber-Optic 

Interferometry 

Measurement 

Heterodyne 
Holographic 
Interferometry Data 

% Error 

A x -A 2 

83.5nm 

77.2nm 

7.5 

B x -B z 

53.6nm 

41.0nm 

23.5 

C,-C 2 

30.0nm 

25.7nm 

14 

d x -d 2 

26.4nm 

16.4nm 

37.8 


Table #9.1 

Comparison of the Fiber-Optic Interferometry Measurements 
to the Heterodyne Holographic Data 
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is the interferometer tracing included again for comparison. The corresponding dis¬ 
placement measurements for the identified peaks and valleys is given in table #9.1. 
In all cases, the heterodyne holographic interferometry data underestimated the 
out-of-plane displacements relative to the interferometer. This was expected since 
the finite area of the detector in the holography system acted to smooth or average 
the data as it scanned. The fiber-optic interferometer better approximated a point 
source detector. 

Using quasi-heterodyne analysis the lengthy scan time involved with hetero¬ 
dyne analysis was avoided. The frame grabbing capabilities of quasi-heterodyne 
analysis reduced the data acquisition to a few seconds. The image processor then 
took only four to five minutes to process the comparable data. The processing rou¬ 
tine was written in Pascal and the computing time could have ' en reduced further 
by using the machine source code. The resultant image is displayed in figure #9.9. 
The theoretical sensitivity for this configuration was calculated to be ^ based on 
the f/#-5 imaging system and a detector area of 0.22 turn 2 . The experimental res¬ 
olution was determined to be —. This discrepancy probably resulted from two dif¬ 
ferent problems. The first source of error involved the incomplete use of the A/D 
bit range of the camera. The second source of error resulted from condensation 
continually forming on the detector head. The camera was borrowed, so internal 
modifications of the camera did not seem appropriate. However, despite the short¬ 
comings of the camera, the images in figure #9.9 adequately display the larger 
amplitudes of the Lamb wave and shows encouraging prospects for future 
endeavors. 
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10 Conclusion 

As previous researchers have shown, heterodyne holographic interferometry 
(HHI) can be a powerful technique in the accurate measurement of imaging full 
field object displacements. Aprahamian first demonstrated it was possible to image 
acoustic waves holographically. His experiments were limited to analyzing large 
amplitude waves, however. Gogosz showed that normal holographic interferometry 
could be used in imaging conventional acoustic sources, but lacked sufficient sensi¬ 
tivity to provide quantitative results. Six years later Dandliker developed both the 
technique and theoretical ability to perform HHI. Since then, various other authors 
have been successful at using HHI and pulsed recording systems in studying high 
speed events in transparent materials. Wagner was able to perform high speed HHI 
analysis of an acoustic wave on an opaque object, but required a mirrored surface 
finish. Also, his analysis was limited to a finite region (3cm in diameter) of the spec¬ 
imen over which there was adequate fringe visibility. Prior to this treatise, no one 
had yet demonstrated the use of HHI on the imaging sub-fringe acoustic waves of 
diffusely reflecting objects, a requirement to make HHI a practical method in ultra¬ 
sonic nondestructive testing. 

In this body of work, four preliminary experiments were conducted to make the 
final experiment possible - demonstrating the imaging of a laser generated acoustic 
wave with sub-fringe displacement amplitudes. The first two experiments provided 
confirmation of theoretical predictions. In the first, in order to use HHI in analyz¬ 
ing a large area it was necessary to overcome the inherent error introduced by both 
wavefront curvature the wavelength shift between lasers. By using precise 
collimating procedures and high quality optics these obstacles were overcome. The 
second experiment was performed to characterize the heterodyne read-out system. 





130 


This gave an accurate measure of the out-of-plane displacement resolution and the 
spatial sensitivity of the system used. The third experiment was necessary to demon¬ 
strate the application of holographic interferometry to the imaging of acoustic inter¬ 
action with a known defect. Although large amplitude waves were used in this 
study, the results lead one to believe that similar analysis could be performed using 
HHI of sub-fringe displacements. The fourth experiment was designed to both 
assist in locating the wave holographically and in confirming the holographic ampli¬ 
tude measurement. Using all the previously acquired data, the fifth experiment was 
performed. 

HHI has the potential to be a powerful technique in the nondestructive evalu¬ 
ation of materials. Current ultrasonic methods require contact with the specimen 
and are therefore limited by geometry. HHI would not have such a limitation. 
However, previous experimental obstacles have made HHI an impractical method 
for ultrasonic measurement on a diffusely reflecting object. The design of the fifth 
experiment described in this paper was able to overcome past limitations of high 
speed applications of HHI. The imaging of sub-fringe displacement amplitudes 
from pulsed holograms permit full field quantitative measurement of a standard 
acoustic source. Two features of this experiment could be improved upon. First, if 
an electro-optics switch were used in place of the diverting prism to separate the 
pulses, the sensitivity of the system would be doubled. Second (and more prob¬ 
lematical) if one could create a speckle-free image, the phase sensitivity would be 
dependent only upon the incident power at the photo-detector rather than the 
statistics of a coherent diffusely reflecting object. In light of these problems, this 
treatise demonstrates that it is possible to use heterodyne holographic interferome¬ 
try as a broad range non-contact ultrasonic measurement technique. 
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12 Appendix 


c Program SCAN.FOR 

c 

c 

c This program uses the AT&T 6300 for scanning control 
c of the Newport 855 actuators and data acquisition from the 
c HP 3478A multimeter over the GPBI interface. The GPIB was 
c manufactured by Metrabyte and it is not recommended by this user, 
c 
c 
c 
c 

character*50 linex 
character*25 msg,echol,echo2,msgl 
character* 12 fname,vel,stepl,step2 
character dvm(15),decl,aec2 
integer numl,num2,row,col,icheck,flg 
real data 

fig = 0 
c 

c INITIALIZE SYSTEM 
c 

write (*,’(A/Y) ’ Do you need to initialize ’ 
write (*,’( A/VY the system ?’ 

write f*,’(A/)’)’ y = yes n = no’ 
read (*,’(A)’) msg 
if (msg.eq.’n’) goto 90 
call imt (msg 1,echo l,echo2,flg) 
linex = ’ initialization ERROR’ 
if (flg.ne.O) goto 8000 
c 
c 

90 write C *,YA/YY Do you need new’ 

write (V(A/)’)’ scanning parameters?’ 
read (*,’(A)’) dec2 
if (dec2.eq.’n’) go to 200 
c 

c Input Movement Parameters 
c 

100 call param(stepl,step2,numl,num2,vel) 
c 

c Send data to the 855 
c 

call send855 (vel,echol,flg) 
linex = ’ send velocity error’ 
if (flg.ne.O) goto 8000 
write (*,610) vel,echol 
c 


call send855 (stepl,echol,flg) 
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linex = ’ send stepl error’ 
if (flg.ne.O) goto 8000 
write (*,610) stepl,echol 
c 

call send855 (step2,echol,fig) 
linex = ’ send step2 error’ 
if (flg.ne.O) goto 8000 
write (*,610) step2,echol 
c 
c 

200 icheck = 0 

c ENTER FILE NAME 
c 

write C *,’(A/)’)’ Specify filename ’ 
read (*,’(A)’) fname 

open (3,FILE=fname,ACCESS=’SEQUENTIAL’,STATUS = ’NEW’) 
c 
c 
c 

300 do 700 i = l,numl 

c 

c 

c Take data from HP 
c 

call readhp (dvm,flg) 
call trans (dvm,data) 
write (*,660) i,icheck 
write (*,600) data 
write (3,640) data 
c 

c Increment Horizontal Position 
c 

msg = ’"II"’ 

call send855 (msg,echol,fig) 
c 

c PAUSE 
c 

nsec = 7 

call ppause (nsec) 
c 

600 format (’ data =’,F8.4,//) 

610 format (2x,A12,A25) 

620 format (2x,2A25) 

640 format (F8.4,) 

660 format (’ i = ’,13,’ icheck =\I3) 

c 
c 
c 


700 continue 
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c Take data from HP 
c 

call readhp (dvm,flg) 
call trans (dvm,data) 
icheck = icheck + 1 
write (*,660) i,icheck 
write (*,600) data 
write (3,640) data 
c 

c check vertical increment 
c 

if (icheck.le.num2) then 
msg = ’"HI"’ 

call send855 (msg,echo 1,fig) 
write (*,620) msg,echo 1 
c 

msg = ’"12"’ 

call send855 (msg,echo 1,fig) 
write (*,620) msg,echo 1 
nsec = 35 
call ppause (nsec) 
goto 300 
else 
endif 
c 

c Send actuators home 

c 

msg = ”'H2"’ 

call send855 (msg,echol,flg) 
write (*,620) msg,echo 1 
c 

msg = ’"HI"’ 

call send855 (msg,echo 1,fig) 
write (*,620) msg,echo 1 
c 

c print info 

c 

row = num2 + 1 
col = numl + 1 
write (*,850) row,col,fname 
850 format (2x,I4,’ rows and’,14,’ columns in \A12) 
c 

c SCAN AGAIN ??? 
c 

write (*,’(A/)’Y Do you wish to scan again?’ 
write (*,’(A/)’)’ y = yes n = no’ 
read (*,’(A)’) decl 
if (decl.eq.’y’) then 

write (*,’(A/YY Do you need new’ 
write (*,’(A/)’)’ scanning parameters?’ 
write (*,’( A/VV and’ 
write ( *,’(A/)’)’ please wait for the actuators’ 
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write (V(A/YV to return home before’ 
write (*,’(A/)’)’ answering’ 
read (*,’(A)’) dec2 
if (dec2.eq.’y’) then 
goto 100 
else 

goto 200 

endif 

else 

endif 

c 

goto 9000 

8000 write (*,8010) linex 
8010 format (A50) 
c 

c query did not work consistently 
c 

c call query (msg,echo2,flg) 

c write (*,630) echol,echo2 

c 

9000 continue 

c 

c 

stop 

end 

c 

c 

c- 

c 

c 

subroutine init (msgl,echol,echo2,flg) 
c 
c 
c 

integer*2 fig,brd,ivar,delay 
character* 127 syscon,remote,out855, linex 
character*25 msg,echol,rec855,echo2,tout 
c 

character*25 HPmsg,msgl,recvhp,outhp,clear 
c 
c 

delay = 100 
brd =0 
fig =0 
ivar = 0 

syscon = ’"SYSCON MAD=3, CIC=1, NOB=l, BA0=896"’ 
remote = ’"REMOTE 17,21"’ 
tout = ’"TIMEOUT’’ 
c 

out855 = ’"OUTPUT 17[$ + ]’” 
rec855 = ’"ENTER 17[$]"’ 
msg = ’"Q2"’ 
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echol = ’ 
echo2 = ’ 
c 

clear = ’"CLEAR 21"’ 
outhp = ’"OUTPUT 21[$]"’ 
HPmsg = ’"F1R0N3"’ 
recvhp = ’"ENTER 21[$]"’ 
msgl = ’ 
c 

c Initialization 
c 

call ie488 (syscon,ivar,flg,brd) 
linex = syscon 
if (fig .ne. 0) goto 5000 
c 

c Remote 855 address 17,21 
c 

call ie488 (remote,ivar,fig,brd) 
linex = ’ remote’ 
if (fig .ne. 0) goto 5000 
c 

c USE TIMEOUT FEATURE 
c 

call ie488 (tout,delay,fig,brd) 
linex = ’ timeout’ 
if (fig. ne. 0) goto 5000 
c 

c Output "F1RAN4" to HP 
c set-up for taking data 

c 

call ie488 (outhp,HPmsg,fig,brd) 
linex = ’ outhp initialize’ 
if (fig .ne. 0) goto 5000 
c 

c Enter data from HP 3478A 
c 

call ie488 (recvhp,msgl,fig,brd) 
linex = ’ enter hp initialize’ 
if (fig .ne. 0) goto 5000 
c 

c Clear HP 
c 

call ie488 (clear,ivar,fig,brd) 
linex = ’ clear’ 
if (fig .ne. 0) goto 5000 
c 
c 

c Output to 855 

c 

c 

call ie488 (out855,msg,flg,brd) 
linex = ’ out855 init’ 
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if (fig .ne. 0) goto 5000 
c 

c Enter data from controller 
c 

call ie488(rec855, echo 1, fig, brd) 
linex = ’ enterl init’ 
if (fig .ne. 0) goto 5000 
c 

c Enter data from controller 
c 

call ie488(rec855,echo 1,fig,brd) 
linex = * enterla init’ 
if (fig .ne. 0) goto 5000 
c 

c Enter data from controller 
c 

call ie488(rec855,echo2,flg,brd) 
linex = * enter2 init’ 
if (fig .ne. 0) goto 5000 
c 

write (*,’(A\)’) ’ Initialization complete’ 
c 

go to 9000 

5000 write (*,’(A\)’) linex 
ftnnn write (V(i7)’) fig 
9000 continue 
return 
end 
c 
c 

-- 

c 

c 

subroutine send855 (msg,echo 1,fig) 
c 
c 
c 

integer*2 fig,brd 
character* 127 out855,linex 
character*25 msg,echol,rec855 
c 
c 
c 

brd =0 
flg=0 

out855 = ’"OUTPUT 17[$ + 1"’ 
rec855 = ’"ENTER 17[$]"’ 
echol = ’ 
c 

c Output to 855 


call ie488 (out855,msg,flg,brd) 
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linex = ’ SEND855 output error ’ 
if (fig .ne. 0) goto 5000 
c 

c Enter data from controller 
c 

call ie488(rec855,echol,flg,brd) 
linex = ’ SEND855 input error’ 
if (fig .ne. 0) goto 5000 
c 
c 
c 

go to 9000 

5000 write (*,’(A\)’) linex 
write (*,’(i7)’) fig 
9000 continue 
return 
end 
c 
c 

c- 

c 

c 

subroutine readhp (dvm,flg) 
c 
c 

character*25 recvhp,linex,clear,outhp,HPmsg 
integer*2 flg,brd,ivar 
character dvm(15) 
c 
c 

ivar = 0 
brd = 0 
fig =0 

clear = ’"CLEAR 21"’ 
outhp = ’"OUTPUT 21 [$]"’ 

HPmsg = ’"F1R0N3"’ 
recvhp =’"ENTER 21[$]"’ 
c 
c 

do 10 i= 1,15 
dvm(i) = ’ ’ 

10 continue 
c 

c Output "F1R0N4" to HP 
c set-up for taking data 

c 

call ie488 (outhp,HPmsg,fig,brd) 
linex = ’ outhp error’ 
if (fig .ne. 0) goto 5000 


c Enter data from HP 3478A 
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C 

c 

c 


c 

c 

c 

5000 

9000 

c 

c 

c- 

c 

c 

c 

c 


c 

c 

c 

c 

c 


c 


call ie488 (recvhp,dvm,flg,brd) 
linex = ’ enter hp’ 
if (fig .ne. 0) goto 5000 


call ie488 (clear,ivar,fig,brd) 

linex = ’ clear’ 

if (fig .ne. 0) goto 5000 


goto 9000 

write (*,’(A\)’) linex 

write (*,’(i7)’) fig 

continue 

return 

end 


subroutine trans (dvm,data) 


dimension x(6) 
character dvm(15) 


data = 0.0 
do 500 i= 1,6 

if f dvmfil.eq.’+’) x(i) = 1.0 
if (dvmm.eq.’-’) x(i) = -1.0 
if (dvm(i).eq.T) xm = 1.0 
if (dvm(n.eq.’2’) x(i) = 2.0 
if (dvmfn.eq.’3’) x(i) = 3.0 
if (dvm(il.eq.’4’) x(n = 4.0 
if (dvmm.eq.’5’) x(i) = 5.0 
if (dvm(n.eq.’6’) xfil = 6.0 
if (dvm(n.eq.’7’) x(i) = 7.0 
if (dvmt i ).eq.’8’) x(i) = 8.0 
if (dvmti ).eq.’9’l x(i) = 9.0 
if (dvm(i).eq.’O’) x(i) = 0.0 


500 continue 
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data = x(2) 

data = data + (x(4) * 0.1) 
data = data + (x(5) * 0.01) 
data = data + (x(6) * 0.001) 
data = ((data * x(l)) + 1.8) * 100. 


return 

end 


subroutine param(stepl,step2,numl,num2,vel) 


character* 11 vel,stepl,step2 
integer numl,num2 
c 

write t*,120) 

write (*,YA/Y1 ’ input the step size for actuator #1’ 
write (*,’(A/)’) ’ as "Slnn.nnnn" including the’ 
write (*,’(A/)’) ’ QUOTES’ 
read (*,’(A)’) stepl 
write (*,120) 

write (*,’(A/Y) ’ enter the number of incremental ’ 
write (*,’(A/)’) ’ steps for actuator #T 
read (*,110)numl 
write (*,120) 

write (*,YA/Y1 ’ input the step size for actuator #2’ 
write (*,’(A/)’) ’ as ”S2nn.nnnn"’ 
read (*,’(A)’) step2 
write (*,120) 

write (*,YA/V1 ’ enter the number of incremental ’ 
write (*,’(A/)’) ’ steps for actuator #2’ 
read (*,110)num2 
write (*,120) 

write (*,YA/V) ’ input the scanning velocity’ 
write (*,’(A/)’) ’ "VO.nnnn"’ 
read (*,’(A)’)vel 
110 format (17) 

120 format (//) 

c 

return 

end 

c 

c 

-- 


subroutine query (msg,echo 1,fig) 
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C 

C 

c 

integer*2 fig,brd 
character* 127 out855,linex 
character*25 msg,echol,echola,rec855 
c 
c 
c 

brd =0 
fig =0 

out855 = ’"OUTPUT 17[$ + ]"’ 
rec855 = ’"ENTER 17[$]"’ 
echol = ’ 

echola = ’ ’ 

c 

c Output to 855 
c 

call ie488 (out855,msg,flg,brd) 
linex = ’ QUERY output error’ 
if (fig .ne. 0) goto 5000 
c 

c Enter data from controller 
c 

call ie488(rec855,echola,flg,brd) 
linex = ’ QUERY input error T 
if (fig .ne. 0) goto 5000 
c 

c Enter data from controller 
c 

call ie488(rec855,echol,fig,brd) 
linex = ’ QUERY input error 2’ 
if (fig .ne. 0) goto 5000 
c 
c 
c 

go to 9000 

5000 write (*,’(A\)’) linex 
write (*,’(i7)’) fig 
9000 continue 
return 
end 


c 

c 

subroutine ppause (nsec) 
c 

integer nsec,ksec 
c 
c 
c 


do 200 i = l,nsec 
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do 100 j = 1,14300 
x = 1*1 
100 continue 
200 continue 
return 
end 
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